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Sample Summary 

IAL Case No. Client JMC Environmental Consultants 

E13-11556 I Project ARSYNCO 

Received On 11119/2013@17:05 

# o( 

LabiD Client Samele ID Deeth Tof!!Bottom Sampling Time Matri..-.: Container 

11556-001 GG-47(2.0-3.0) 2.0/3.0 11/19/2013@10:21 Soil 

11556-002 FF-47(0-1.0) 0/1.0 11/19/2013@10:50 Soil 

11556-003 FF-47( 1 .0-2.0) 1.0/2.0 11/19/20 13@ 11 :02 Soil 

11556-004 FF-47(2.0-3.0) 2.0/3.0 11119/2013@11:05 Soil 

11556-005 FF-48(0-1.0) 0/1.0 11/19/2013@11:30 So it 

11556-006 FF-48( 1.0-2.0) 1.0/2.0 11/19/2013@11:35 Soil 

11556-007 FF-4R(2.0-3.0) 2.0/3.0 11119/2013@11 :37 Soil 

11556-008 DD-48(0-1.0) 0/1.0 11119/2013@12:20 Soil 

11556-009 DD-48(1.0-2.0) 1.0/2.0 11/19/2013@12:26 Soil 

11556-010 DD-48(2.0-3.0) 2.0/3.0 11119/2013@12:27 Soil 

11556-011 DD-47(2.0-3.0) 2.0/3.0 11/19/2013@13:56 Soil 

11556-012 11-46(0-1.0) 0/1.0 11119/2013@14:25 Soil 

11556-013 ll-46(1.0-2.0) L0/2.0 11/19/20 13@ 15:00 Soil 

11556-014 FH-37 n/a 11119/2013@15:18 Aqu~ous 2 
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INTEGRATED ANALYTICAL LABORATORIES, LLC. 

DEFINITIONS I QUALIFIERS 

DATA QUALIFIERS 

~ Indicates the analyte was found in the associated method blank as well as in the sample. 
It indicates probable laboratory contamination. 

g_ Indicates analyte is a common laboratory contaminant. 

Q Indicates analyte was reported from diluted analysis. 

g Identifies a compound concentration that exceeds the upper level of the calibration range 
of the instrument. 

::! Indicates an estimated value. This flag is used when the concentration in the sample 
is below the RL but above the MDL or for qualification of tentatively identified compounds. 

N Presumptive evidence of a compound from the use of GC/MS library search. 

~ Indicates samples analyzed for total and dissolved metals differ at :520% RPD. 

Z Indicates internal standard failure. Sample results are either biased high or biased low. 

REPORTING DEFINITIONS 

RL Reporting Limit. The RL is determined by the lowest concentration in the calibration 
curve. For most Wet Chemistry methods, the RL is defined by using the PQL. 

MDL Method Detection Limit as determined according to 40CFR Part 136 Appendix B. 

PQL Practical Quantitation Limit. Usually defined as a value 3-5 times the MDL. 

NO Indicates analyte was analyzed for but not detected above the MDL. 

-----------------

OF Dilution Factor 

LCS Laboratory Control Sample 

LCSD Laboratory Control Sample Duplicate 

MS Matrix Spike 

MSD Matrix Spike Duplicate 

DUP Duplicate 

El3-ll556 OOOl 



CONFORMANCE I NON-CONFORMANCE SUMMARIES 
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INTEGRATED ANALYTICAL LABORATORIES, LLC. 

CONFORMANCE/NONCONFORMANCESUMMARY 

Integrated Analytical Laboratories, LLC. received one (1) aqueous and thirteen (13) soil 
sample(s) from JMC Environmental Consultants (IAL SDG # E13-11556, Project: ARSYNCO) on 

November 19, 2013 for the analysis of: 

(10) TCL PCB 

A review of the QA/QC measures for the analysis of the sample(s) contained in this report 
has been performed by: 

· · Dat'e 

El3-ll556 0003 



SAMPLE DELIVERY GROUP CASE NARRATIVE 

SDG#: E13-11556 

PCB By 8082A 

Batch 10: 131202-10 Matrix: Soil 

QC 

E13-11556 

Calibration Curve met QC criteria. 

Surrogate Percent Recovery did not meet QC criteria. TCMX2 did not pass QC limits for samples 004, 
011 due to matrix interference. 
Method Blank met QC criteria. 

LCS Percent Recovery met QC criteria. 

- MS/MSD Percent Recovery did not meet QC criteria. due to matrix interference. 

- RPD between MS/MSD met QC criteria. 

- The following samples were cleaned up using method 36608 to remove sulfur: 001, 002, 003, 004, 
005,006,007,008,009,010,011,012,013 

- LCS was inadverently double spiked. % recovereies have been adjusted to reflect this. 

- All samples were extracted within holding time. 

- All samples were analyzed within holding time. 

- Retention Time Shift met QC criteria. 

- No dilution was performed for samples 001-013. 

Page 1 of 1 l3-ll556 
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SAMPLE DELIVERY GROUP CASE NARRATIVE 

SDG#: E13-11556 

PCB By8082A 

Batch 10: 131125-13 Matrix: Aqueous 

QC 

E13-11556 

- Calibration Curve met QC criteria. 

- Surrogate Percent Recovery met QC criteria. 

- Method Blank met QC criteria. 

- LCS Percent Recovery met QC criteria. 

- MS/MSD Percent Recovery met QC criteria. 

- RPD between MS/MSD met QC criteria. 

- The following samples were cleaned up using method 36608 to remove sulfur: 014 

- The following samples were cleaned up using method 3665A: 014 

- All samples were extracted within holding time. 

- All samples were analyzed within holding time. 

Retention Time Shift met QC criteria. 

- No dilution was performed for sample 014. 
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RESULTS SUMMARY REPORT 
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INTEGRATED &"'ALYTICAL LABORATORIES, LLC. 

SUMMARY REPORT 
Client: JJ.\'IC Environmental Consultants 

Project: ARSYNCO 
Lab Case No.: E13-11556 

PARAMETER(Units 

PCB's (Units) 

Aroclor-1016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor -1260 
Aroclor-1262 
Aroclor-1268 
PCBs 

PARAMETER(Units) 

PCB's (Units) 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-l ?54 -
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 
PCBs 

-- ------- ------- ----

PARAMETER(Units) 

' PCB s (Umts) 

Aroclor-1016 
Aroclor-1221 
Aroclor-1232 
Aroclor -124 2 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroc1or-1262 
Aroclor-1268 
PCBs 

LabiD: 
Client ID: 

Matrix: 
Sampled Date 

i 

Lab ID:I 
Client ID: I 

Depth:; 
Matrix:~ 

I 
Sampled Date' 

Lab ID: 
- - -el:ienrtD: 

Depth: 
Matrix: 

Sampled Date 

I 
I 

,..... --Sample not analyzed for 

11556-014 
FB-37 

Aqueous 
11/19/13 

Cone Q MDL 

(mg/L) 

ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0 00002 
ND 0.00002 
ND 

11556-001 
GG-47(2.0-3.0) 

2.0/3.0 

Cone 

-
-
-
-

Soil 
11/19/13 
Q MDL 

(mg/Kg) 

-
-
-
-

11556-005 
- - Ff'o48(&-tO}--

Cone 

ND 
ND 
ND 
ND 
ND 

0.176 
ND 
ND 
Nb 

0.176 

0/1.0 
Soil 

11/19/13 
Q MDL 

(mg/Kg) 

0.016 
0.016 
0.016 
0.016 
0.016 
0.016 
0.016 
0.016 
o.of 6 

ND ~Analyzed for but Not Detected at the MDL 

! 

--

I 

I 

11556-002 
FF-47(0-1.0) 

0/1.0 
Soil 

11/19/13 
Cone Q MDL 

(mg!Kg) 

ND 0.020 
ND 0.020 
ND 0.020 

11556-003 
FF-47(1.0-2.0) 

1.0/2.0 
Soil 

11/19/13 
Cone Q MDL 

(mg/Kg) 

ND 0.020 
ND 0.020 
ND 0.020 

ND 
ND 

0 314 

0.020 ND 0.020 
0.020 
0 0?0 

0.020 ND 
0 020 0 350 .. -

ND 0.020 I 
ND 0.020 

ND 0.020 ND 0.020 
ND 0.020 ND 0.020 

0.314 ' 0.350 

11556-006 11556-007 
FF~-4-S(l-;(k2.-6-) - -- F-F=4-8(':!;0=3-,0) 

1.0/2.0 2.0/3.0 
Soil Soil 

1lll9/13 11/19/13 
Cone Q MDL Cone Q MDL 

' (mg/Kg) I (mg!Kg) 

ND 0.016 
ND 0.016 
ND 0.016 
ND 0.016 
ND 0.016 

0.162 0.016 
ND 0.016 
ND 0.016 

I- ND 0.016 -
0.162 

I 

--- -

I 
: 

El3-ll556 

11556-004 
F~--47(2.0-3.0) 

2.0/3.0 
Soil 

11/19113 
Cone Q MDI. 

(mg!Kg) 

- --
- .. 
.. -
- -

11556-008 
- DD-48(0-1-.-6-)--

0/1.0 
Soil 

11/19/13 
Cone Q MDL 

(mg/Kg) 

ND 0.019 
ND 0.019 
ND 0.019 
ND 0.019 
ND 0.019 

0.286 0.0!9 
ND 0.019 
ND 0.019 
ND a.org 

0.286 

0007 
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INTEGRATED ANALYTICAL LABORATORIES, LLC. 

P ARAMETER(Units) 

PCB's (Units) 

Aroclor-1016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
A roclor -1260 
Aroclor-1262 
Aroclor-1268 
PCBs 

PARAMETER(Units) 

PCB's (Units) 

LabiD: 
Client ID: 

Depth: 
Matrix:; 

Sampled Date 

I 

Lab ID: 
Client ID: I 

Depth:: 
Matrix:! 

Sampled Date I 

~ = Sample not analyzed for 

SUMMARY REPORT 
Client: JMC Environmental Consultants 

Project: ARSYNCO 
Lab Case No.: E13-11556 

11556-009 11556-010 
DD-48(1.0-2.0) DD-48(2.0-3.0) 

1.0/2.0 2.0/3.0 

Cone 

ND 
ND 
ND 
ND 
ND 

0.281 
ND 
ND 
ND 

0.281 

Soil 
11119/13 
Q MDL 

(mg!Kg) 

0.018 
0.018 
0.018 
0.018 
O.GI8 
0.018 
0.018 
0.018 
0.018 

11556-013 
ll-46(1.0-2.0) 

1.0/2.0 

Cone 

Soil 
11/19/13 
Q MDL 

Soil 
11/19/13 

Cone Q MDL 

(mg!Kg) 

ND 0.017 
ND 0.017 
ND 0.017 
ND 0.017 
ND 0.017 

0.177 0.017 
ND 0.017 
ND 0.017 
ND 0.017 

0.177 

ND ~Analyzed for but Not Detected at the MDL 

11556-011 
DD-47(2.0-3.0) 

2.0/3.0 
Soil 

11/19/13 
Cone Q MDL 

(mg!Kg) 

ND 0.049 
ND 0.049 
ND 0.049 
ND 0.049 
ND 0.049 

0.639 0.049 
ND 0.049 
ND 0.049 
ND 0.049 

0.639 

El3-ll556 

I 

11556-012 
ll-46(0-1.0) 

0/1.0 
Soil 

11/19/13 
Cone Q MDL 

ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

(mg/Kg) 

0.018 
0.018 
0.018 
0.018 
0.018 
(l.O 1 X 

0.018 
0.018 
0.018 

0008 



ANALYTICAL RESULTS 
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INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: EB-11556-002 
Client ID: FF-47(0-
Date Received: 11119/2013 
Date Extracted: 12/02/2013 
Date Analyzed: 12/03/2013 
Data file: R563l.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroc1or-1242 
Aroclor-1248 
Aroc1or-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D -- Dilution Performed 
J -- Value Less than RL & great than MDL 
E --- Exceeds upper level of Calibration curve 

PCB's 

Concentration 

NO 
ND 
NO 
NO 
ND 

0.314 
ND 
ND 
ND 

0.314 

Page 1 of 1 

Q 

GC Column: DB-5/DB1701P 
Sample wt/vo1: 5.08g 
Matrix-Units: Soil-mg!Kg (ppm) 
Dilution Factor: 1 
% Moisture: 22.3 

RL MDL 

0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 

0.051 0.020 

B --- Compound detected in Blank 
C --- Common laboratory contamination 

El3-ll556 OOlO 



INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: El3-11556-003 
Client ID: FF-47(1. 
Date Received: 1!119/20 13 

Date Extracted: 12/02/20 13 
Date Analyzed: 12/03/2013 
Data file: R5632.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D --- Dilution Performed 
J --Value Less than RL & great than MDL 
E ---Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
NO 
NO 
NO 
ND 

0.350 
ND 
ND 
ND 

0.350 

Page 1 of 1 

Q 

GC Column: DB-5/DB1701P 
Sample wt/vol: 5.17g 
Matrix-Units: Soil-mg!Kg (ppm) 

Dilution Factor: 1 
%Moisture: 23.6 

RL MDL 

0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 

0.051 0.020 

B --- Compound detected in Blank 

C --- Common laboratory contamination 

El3-ll556 OOll 



INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: E!3-11556-005 
Client ID: FF-48(0-
Date Received: 11/19/2013 
Date Extracted: 12/02/2013 
Date Analyzed: 12/03/2013 
Data file: R5634.D 

Compound 

Aroclor-1016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroc1or-1262 
Aroclor-1268 

PCBs 

D - Dilution Performed 

J --- Value Less than RL & great than MDL 

E --- Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
ND 
ND 
ND 
NO 

0.176 
NO 
ND 
NO 

0.176 

Page 1 of 1 

Q 

GC Column: DB-5/DB 170 IP 
Sample wt/vol: 5.3lg 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: I 
%Moisture: 6.20 

RL MDL 

0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 

0.040 0.016 

B -- Compound detected in Blank 

C --- Common laboratory contamination 

El3-ll556 00l2 



INTEGRA TED ANALYTICAL LAB ORA TORIES 

Lab ID; E 13-11556-006 
Client ID; FF-48(1. 
Date Received; 11119/2013 
Date Extracted; 12/02/2013 
Date Analyzed; 12/03/20 13 
Data file; R5635.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D -- Dilution Performed 

J ---Value Less than RL & great than MDL 
E - Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
ND 
ND 
ND 
ND 

0.162 
NO 
ND 
ND 

0.162 
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Q 

GC Column; DB-5/DB1701P 
Sample wt/vol; 5.28g 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: I 
%Moisture: 7.30 

RL MDL 

0.041 0.016 
0.041 0.016 
0.041 0.016 
0.041 0.016 
0.041 0.016 
0.041 0.016 
0.041 0.016 
0.041 0.016 
0.041 0.016 

0.041 0.016 

B --- Compound detected in Blank 

C -- Common laboratory contamination 
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INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: El3-11556-008 
Client ID: DD-48(0-
Date Received: ll/19/2013 
Date Extracted: 12/02/2013 
Date Analyzed: 12/03/2013 
Data file: R5637 .0 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D -- Dilution Performed 

J -Value Less than RL & great than MDL 
E - Exceeds upper level of Calibration curve 

PCB's 

Concentration 

NO 
NO 
NO 
NO 
NO 

0.286 
NO 
NO 
NO 

0.286 
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Q 

GC Column: DB-5/081701P 
Sample wt/vol: 5.30g 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: 1 
% Moisture: 18.3 

RL MDL 

0.046 0.019 
0.046 0.019 
0.046 0.019 
0.046 0.019 
0.046 0.019 
0.046 0.019 
0.046 O.ot9 
0.046 0.019 
0.046 0.019 

0.046 0.019 

B --- Compound detected in Blank 

C --- Common laboratory contamination 

El3-ll556 00l4 



INTEGRATED ANALYTICAL LAB ORA TORIES 

Lab ID: E13-!1556-009 
Client ID: DD-48(1. 
Date Received: 11/19/2013 
Date Extracted: 12/02/2013 
Date Analyzed: 12/03/2013 
Data file: R5638.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroc1or-1262 
Aroclor-1268 

PCBs 

D -- Dilution Performed 

J ---Value Less than RL & great than MDL 
E - Exceeds upper level of Calibration curve 

PCB's 

Concentration 

NO 
NO 
ND 
ND 
NO 

0.281 
NO 
NO 
NO 

0.281 

Page 1 of 1 

Q 

GC Column: DB-5/DB 170 1P 
Sample wt/vol: 5.!9g 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: I 
%Moisture: 15.8 

RL MDL 

0.046 0.018 
0.046 0.018 
0.046 0.018 
0.046 0.018 
0.046 0.018 
0.046 0.018 
0.046 0.018 
0.046 0.018 
0.046 0.018 

0.046 0.018 

B --- Compound detected in Blank 

C --- Common laboratory contamination 
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INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: EB-11556-010 
Client ID: DD-48(2. 
Date Received: 11/19/2013 
Date Extracted: 12/02/2013 
Date Analyzed: 12/03/20 13 
Data file: R5639.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D --- Dilution Performed 
J --Value less than Rl & great than MDL 
E -- Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
ND 
ND 
ND 
ND 

0.177 
ND 
ND 
ND 

0.177 
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Q 

GC Column: DB-5/DB1701P 
Sample wt/vol: 5.6lg 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: I 
%Moisture: 18.1 

RL MDL 

0.043 0.017 
0.043 0.017 
0.043 O.oJ7 
0.043 0.017 
0.043 0.017 
0.043 0.017 
0.043 0.017 
0.043 0.017 
0.043 O.oJ7 

0.043 0.017 

B -- Compound detected in Blank 
c --- Common laboratory contamination 
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INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: E13-11556-0l! 
Client ID: DD-47(2. 
Date Received: 11119/2013 
Date Extracted: 12/02/2013 
Date Analyzed: 12/03/2013 
Data file: R5640.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D --- Dilution Performed 
J --Value Less than RL & great than MDL 
E --- Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
ND 
NO 
NO 
NO 

0.639 
NO 
NO 
NO 

0.639 
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Q 

GC Column: DB-5/DB 170 lP 
Sample wt/vol: 5.llg 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: I 
%Moisture: 67.8 

RL MDL 

0.122 0.049 
0.122 0.049 
0.122 0.049 
0.122 0.049 
0.122 0.049 
0.122 0.049 
0.122 0.049 
0.122 0.049 
0.122 0.049 

0.122 0.049 

B --- Compound detected in Blank 
C --- Common laboratory contamination 

El3-ll556 00l7 



INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: E13-11556-012 
Client ID: II-46(0-
Date Received: 11/19/2013 
Date Extracted: 12/02/2013 
Date Analyzed: 12/03/2013 
Data file: R564l.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D - Dilution Performed 
J ---Value Less than RL & great than MDL 
E -- Exceeds upper level of Calibration curve 

PCB's 

Concentration 

NO 
ND 
ND 
ND 
ND 
ND 
ND 
NO 
ND 

ND 

Page 1 of 1 

Q 

GC Column: DB-5/DB1701P 
Sample wt/vol: 5.02g 
Matrix-Units: Soil-mg!Kg (ppm) 
Dilution Factor: 1 
%Moisture: 9.30 

RL MDL 

0.044 O.oi8 
0.044 O.Ql8 
0.044 O.Ql8 
0.044 0.018 
0.044 0.018 
0.044 0.018 
0.044 0.018 
0.044 0.018 
0.044 O.Ql8 

0.044 O.Q18 

B --· Compound detected in Blank 
C --- Common laboratory contamination 

El3-ll556 OOlS 



INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: E13-11556-014 
Client ID: FB-37 
Date Received: 11/19/2013 
Date Extracted: 11/25/2013 
Date Analyzed: 11126/2013 
Data file: R5590.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D --- Dilution Performed 

J ---Value Less than RL & great than MDL 
E - Exceeds upper level of Calibration curve 

PCB's 

Concentration 

NO 
NO 
NO 
NO 
ND 
NO 
NO 
NO 
ND 

NO 

Page 1 of 1 

Q 

GC Column: DB-5/DB1701P 
Sample wt/vol: I OOOml 
Matrix-Units: Aqueous-mg!L (ppm) 
Dilution Factor: I 
%Moisture: 100 

RL MDL 

0.00005 0.00002 
0.00005 0.00002 
0.00005 0.00002 
0.00005 0.00002 
0.00005 0.00002 
0.00005 0.00002 
0.00005 0.00002 
0.00005 0.00002 
0.00005 0.00002 

0.00005 0.00002 

B --- Compound detected in Blank 

C -- Common laboratory contamination 

El3-ll556 00l9 



PCB DATA 

El3-ll556 0020 



PCB QC SUMMARY 

El3-ll556 002l 



PCB SURROGATE PERCENT RECOVERY SUMMARY 

Date Analyzed: 11126/2013 

Lab 

Client ID Sample ID 

PCB BLKA131125-13 

PCB LCSAI3ll25-l3 

FB 11181 El3-11627-0l2 

FB 11191 E13-1l627-0l6 

FB-36 El3-ll510-008 

FB-37 El3-ll556-014 

FB-I El3-11623-008 

TWP-1 E13-11622-001 

PCB 11622-001MS 

PCB 11622-001MSD 

Surrogate QC Limits 

TCMX = Tetrach1oro-m-xylene 

DCB = Decachlorobiphenyl 

# Column to be used to flag recovery values 
• Values outside of QC limits 
D Surrogate diluted out 
M Matrix interference 

Matrix 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

TCMX 1 
% rec 

92 
82 

88 

62 

90 

84 

87 

80 

89 

83 

Soil 
30-150 
30-150 

# 
DCB 1 TCMX 2 

0/o rcc # 0/o rec 

93 98 
88 86 
91 94 
59 66 
95 96 
82 91 
91 94 
89 86 
94 93 
90 89 

Aqueous/Leachate 
30-150 
30-150 

E13-11556 

DCB 2 

# % rec # 

97 
88 
95 
63 
104 
90 
93 
100 
109 
104 

0022 



PCB SURROGATE PERCENT RECOVERY SUMMARY 

Date Analyzed: 12/03/2013 

Lab 
Client ID Sample ID 

PCB BLKS131202-10 
PCB LCSS131202-IO 
GG-47(2. E 13-11556-00 I 
PCB 11556-00IMS 
PCB 1 1556-00IMSD 
FF-47(0- EI3-11556-002 
FF-47(1. El3-11556-003 
FF-47(2. E13- I I 556-004 
FF-48(0- El3-11556-005 
FF-48(1. E 13-I I 556-006 
FF-48(2. E13-I 1556-007 
DD-48(0- E13-11556-008 
DD-48(1. El3-l 1556-009 
DD-48(2. El3-I 1556-010 
DD-47(2. EI3-1 1556-011 
II-46(0- EI3-ll556-0l2 
Il-46( I. EIJ-1 1556-013 

Surrogate QC Limits 

TCMX = Tetrachloro-m-xylene 
DCB = Decachlorobiphenyl 

# Column to be used to flag recovery values 
* Values outside of QC limits 
D Surrogate diluted out 
M Matrix interference 

Matrix 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

TCMX l 
0/o rec 

116 

116 

114 

114 

113 

119 

121 

149 

111 

Ill 
II 0 

120 

117 

117 

143 

113 

109 

Soil 
30-150 

30-150 

# 

DCB l TCMX 2 
0/o rec # % rec 

99 140 

103 134 

96 132 

97 128 

99 125 

104 131 

100 134 

141 168 

94 124 

96 125 

96 122 

II 0 134 

102 128 

104 131 
143 157 

95 126 

96 122 

Aqueous/Leachate 
30-150 

30-150 

El3-ll556 

DCB 2 
# 0./o rec # 

117 

120 

112 

108 

107 

122 

114 

M 149 

98 
114 

101 

116 

115 

116 

M 135 

104 

110 

0023 



AQUEOUSPCBLCSACCURACYRECOVERY 

Matrix spike Lab sample ID: LCSAI31125-13 

SPIKE SAMPLE 
Compound ADDED CON C. 

(ug!L) (ug!L) 

Aroclor-1016 500.0 0.0 

Aroclor-1260 500.0 0.0 

# Column to be used to flag recovery and RPD values with an asterisk 

* Values outside ofQC limits 

NC Non calculable 

Spike Recovery:_ 0_ out of_ 2 _outside limits 

MS MS 
CONC. % 

(ug!L) REC 

448.4 90 

582.5 117 

El3-ll556 

QC 

LIMITS 

# REC. 

40 - 140 

40 - 140 

0024 



SOIL PCB LCS ACCURACY RECOVERY 

Matrix spike Lab sample ID: LCSSl3l202-10 

SPIKE SAMPLE MS 
Compound ADDED CONC. CONC. 

(ug/Kg) (ug/Kg) (ug/Kg) 

Aroclor-1016 500.0 0.0 

Aroclor-1260 500.0 0.0 

# Column to be used to flag recovery and RPD values with an asterisk 
* Values outside of QC limits 
NC Non calculable 

Spike Recovery: _ 0_ _out of_ 2_ outside limits 

379.9 

468.2 

rejfec{-

MS 

% 

REC 

76 

94 

El3-ll556 

QC 

LIMITS 

# REC. 

40 - 140 

40 - 140 

0025 



AQUEOUS PCB MS/MSD ACCURACY RECOVERY 

Matrix spike Lab sample ID: El3-11622-001 

SPIKE SAMPLE 

Compound ADDED CONC. 

(ug!L) (ug!L) 

Aroclor-1016 500.0 0.0 

Aroclor-1260 500.0 0.0 

SAMPLE MSD 

Compound CON C. CON C. 

(ug!L) (ug!L) # 

Aroclor-1016 0.0 452.2 

Aroclor-1260 0.0 621.8 

# Column to be used to flag recovery and RPD values with an asterisk 

* Values outside of QC limits 

NC Non calculable 

RPD: _ 0~ out of 2 outside limits 

Spike Recovery: _0~ out of_ 4_ outside limits 

MS MS QC 

CON C. % LIMITS 

(ug!L) REC # REC. 

461.2 92 40 - 140 

641.3 128 40 - 140 

MSD 

% % QCLIMITS 

REC RPD # RPD REC. 

90 2 50 40 - 140 

124 3 50 40 - 140 

El3-ll556 0026 



SOIL PCB MS/MSD ACCURACY RECOVERY 

Matrix spike Lab sample ID: EI3-11556-00I 

SPIKE SAMPLE 
Compound ADDED CONC. 

(ug/Kg) (ug/Kg) 

Aroclor-1016 500.0 0.0 
Aroclor-1260 500.0 0.0 

SAMPLE MSD 

Compound CONC. CONC. 

(ug/Kg) (ug/Kg) # 

Aroclor-1016 0.0 660.6 
Aroclor-1260 0.0 918.6 * 

# Column to be used to flag recovery and RPD values with an asterisk 
* Values outside ofQC limits 

NC Non calculable 

RPD: _0_ out of 2 outside limits 

Spike Recovery: _2_ out of_4_ outside limits 

MS MS QC 
CONC. % LIMITS 

(ug/Kg) REC # REC. 

635.5 127 40 - 140 

855.7 171 * 40 - 140 

MSD 

% % QC LIMITS 

REG RPD # RPD REG. 

132 4 50 40 - 140 
184 7 50 40 - 140 

El3-ll556 0027 



PCB METHOD BLANK SUMMARY 

Lab File ID: R5585.D Instrument ID: GC-R 

Date Extracted: ll/25/2013 Matrix: AQUEOUS 

Date Analyzed: 11126/2013 Time Analyzed: 13:28 

THIS METHOD BLANK APPLIES TO THE FOLLOWING SAMPLES, LCS or LCSD, MS or MSD: 

Date Time 

Client ID Lab Sample ID Analyzed Analyzed 

PCB LCSA 131125-13 11126/2013 13:46 

FB 11181 E13-11627-012 11/26/2013 14:03 

FB 11191 E13-11627-016 11126/20I3 14:21 

FB-36 E13-11510-008 11/26/2013 14:38 

FB-37 E13-11556-014 11/26/2013 14:56 

FB-I E13-11623-008 11/26/2013 15:13 

TWP-1 E13-11622-001 11/26/2013 15:31 

PCB 11622-001MS 11/26/2013 15:48 

PCB 11622-001 MSD 11/26/2013 16:06 

El3-ll556 0028 



PCB METHOD BLANK SUMMARY 

Lab File ID: R5626.D Instrument ID: GC-R 

Date Extracted: 12/02/2013 Matrix: SOIL 

Date Analyzed: 12/03/2013 Time Analyzed: 15:42 

THIS METHOD BLANK APPLIES TO THE FOLLOWING SAMPLES, LCS or LCSD, MS or MSD: 

Date Time 
Client ID Lab Sample ID Analyzed Analyzed 
PCB LCSS131202-10 I2/03/2013 15:59 
GG-47(2. E13-11556-001 12/03/2013 16:29 
PCB 11556-001MS 12/03/2013 16:46 
PCB 11556-001 MSD 12/03/2013 17:04 
FF-47(0- E 13-11556-002 12/03/2013 17:22 
FF-47(1. E 13-11556-003 12/03/2013 I 7:39 
FF-47(2. E 13-11556-004 12/03/2013 17:57 
FF-48(0- E 13-11556-005 12/03/2013 I8: 14 
FF-48(1. E13-11556-006 12/03/2013 18:32 
FF-48(2. E 13-11556-007 12/03/2013 18:49 
DD-48(0- E 13-11556-008 12/03/2013 19:07 
DD-48(1. E13-11556-009 12/03/20I3 19:24 
DD-48(2. E13-11556-010 12/03/2013 19:42 
DD-47(2. E13-11556-011 12/03/2013 19:59 
ll-46(0- E13-11556-012 12/03/2013 20:16 
ll-46(1. E13-11556-013 12/03/2013 20:34 

El3-ll556 0029 



AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 11/15/2013 Instrument ID: GC-R 
GC Column (lst): DB-5 

Data File: R5406.D R5405.D R5404.D R5403.D R5402.D 

RT OF STANDARDS MEAN RTWINDOW 
Compound 10 50 500 1000 2000 RT FROM TO 
Aroclor-1016 3.20 3.20 3.20 3.20 3.20 3.20 3.13 3.27 
Aroclor-1016 {2} 4.03 4.03 4.03 4.03 4.03 4.03 3.96 4.10 
Aroclor-1016 {3} 4.59 4.59 4.59 4.59 4.58 4.59 4.52 4.66 
Aroclor-1016 {4} 5.09 5.09 509 5.09 5.09 5.09 5.02 5.16 
Aroclor-1016 {5} 5.49 5.49 5.49 5.49 5.49 5.49 5.42 5.56 
Aroclor-1221 2.11 2.04 2.18 
Aroclor-1221 {2} 3.00 2.93 3.07 
Aroclor-1221 {3} 3.13 3.06 3.20 
Aroclor-1221 {4} 3.20 3.13 3.27 
Aroclor-1221 {5} 3.80 3.73 3.87 

Aroclor-1232 3.20 3.13 3.27 
Aroclor-1232 {2} 4.03 3.96 4.10 
Aroclor-1232 {3} 4.70 4.63 4.77 
Aroclor-1232 {4} 5.30 5.23 5.37 
Aroclor-1232 {5} 5.49 5.42 5.56 
Aroclor-1242 4.03 3.96 4.10 
Aroclor-1242 {2} 4.97 4.90 5.04 
Aroclor-1242 {3} 5.30 5.23 5.37 
Aroclor-1242 {4} 6.00 5.93 6.07 
Aroclor-1242 {5} 6.27 6.20 6.34 
Aroclor-1248 4.43 4.35 4.51 
Aroclor-1248 {2} 4.97 4.89 5.05 
Aroclor-1248 {3} 5.30 5.22 5.38 
Aroclor-1248 {4} 6.00 5.92 6.08 
Aroclor-1248 {5} 6.28 6.20 6.36 
Aroclor-1254 6.39 6.31 6.47 
Aroclor-1254 {2} 6.83 6.75 6.91 
Aroclor-1254 {3} 7.00 6.91 7.09 
Aroclor-1254 {4} 7.45 7.36 7.54 
Aroclor-1254 {5} 8.30 8.21 8.39 
Aroclor-1260 8.30 8.30 8.29 8.29 8.29 8.29 7.39 9.19 
Aroclor-1260 {2} 8.97 8.97 8.97 8.96 8.96 8.97 8.07 9.87 
Aroclor-1260 {3} 9.46 9.45 9.45 9.45 9.45 9.45 8.55 10.35 
Aroclor-1260 {4} 9.95 9.94 9.94 9.94 9.93 9.94 9.04 10.84 
Aroclor-1260 {5} 11.01 11.01 11.00 11.00 11.00 11.00 10.10 11.90 

El3-ll556 0030 



AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 11/15/2013 Instrument ID: 

GC Column (lst}: 

Data File: RS406.D RS40S.D R5404.D R5403.D RS402.D 

CALIBRATION FACTORS 
Compound 10 50 500 1000 2000 MEAN %RSD 

Aroclor-1016 226522 225900 208941 204235 196721 212464 6.25 
Aroclor-1016 {2} 301744 306063 286681 283097 272863 290090 4.71 
Aroclor-1016 {3} 376785 388550 364042 361858 352041 368655 3.85 
Aroclor-1016 {4} 196738 198531 181033 176324 168237 184173 7.13 
Aroclor-1016 {5} 287663 297856 289520 290067 283943 289810 1.76 
Aroclor-1221 107435 
Aroclor-1221 {2} 161651 
Aroclor-1221 {3} 108933 
Aroclor-1221 {4} 380419 
Aroclor-1221 {5} 81581 

Aroclor-1232 279612 
Aroclor-1232 {2} 164483 
Aroclor-1232 {3} 136840 
Aroclor-1232 {4} 155000 
Aroclor-1232 {5} 198834 
Aroclor-1242 250324 
Aroclor-1242 {2} 154706 
Aroclor-1242 {3} 216074 
Aroclor-1242 {4} 339013 
Aroclor-1242 {5} 289518 
Aroclor-1248 589562 
Aroclor-1248 {2} 342010 
Aroclor-1248 {3} 444855 
Aroclor-1248 {4} 728971 
Aroclor-1248 {5} 493033 
A.l'ud!!r-1254 672283 
Aroclor-1254 {2} 411226 
Aroclor-1254 {3} 788025 
Aroclor-1254 {4} 792494 
Aroclor-1254 {5} 712563 
Aroclor-1260 669375 737670 772093 790110 790981 752046 6.78 
Aroclor-1260 {2} 332948 339012 359129 346598 357351 347008 3.27 
Aroclor-1260 {3} 820066 889329 911436 921093 926473 893679 4.87 
Aroclor-1260 {4} 389368 422481 446723 456445 470068 437017 7.28 
Aroclor-1260 {5} ,, ZU\:1/JZ :.:!14850 213008 212807 ZU///\:1 5.26 

Average %RSD I 5.12 I 

El3-ll556 003l 



AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 11/15/2013 Instrument ID: 
GC Column (2nd): DB-1701P 

Data File: R5406.C R5405.C R5404.C RS403.C R5402.C 

RT OF STANDARDS MEAN RTWI NDOW 

Compound 10 50 500 1000 2000 RT FROM TO 

Aroclor-1016 3.3ti ;:J,;jti ;J,;Jti :s. :so 3.37 ;J,;J7 :S.:SO 3.44 

Aroclor-1016 {2} 3.93 3.93 3.93 3.93 3.94 3.93 3.86 4.00 

Aroclor-1016 {3} 4.64 4.65 4.64 4.65 4.66 4.65 4.58 4.72 
Aroclor-1016 {4} 4.84 4.84 4.84 4.85 4.86 4.85 4.78 4.92 

Aroclor-1016 {5} 5.01 5.01 5.01 5.01 5.02 5.01 4.94 5.08 
Aroclor-1221 2.16 2.09 2.23 
Aroclor-1221 {2} 3.07 3.00 3.14 
Aroclor-1221 {3} 3.28 3.21 3.35 
Aroclor-1221 {4} 3.37 3.30 3.44 
Aroclor-1221 {5} 4.65 4.58 4.72 

Aroclor-1232 3.36 3.29 3.43 
Aroclor-1232 {2} 4.29 4.22 4.36 
Aroclor-1232 {3} 4.84 4.77 4 91 
Aroclor-1232 {4} 5.01 4.94 5.08 
Aroclor-1232 {5} 5.59 5.52 5.66 
Aroclor-1242 4.29 4.22 4.36 
Aroclor-1242 {2} 5.01 4.94 5.08 
Aroclor-1242 {3} 5.60 5.53 5.67 
Aroclor-1242 {4} 5.75 5.68 5.82 
Aroclor-1242 {5} 6.29 6.22 6.36 
Aroclor-1248 4.64 4.56 4.72 
Aroclor-1248 {2} 5.21 5.13 5.29 

Aroclor-1248 {3} 5.59 5.51 5.67 
Aroclor-1248 {4} 5.75 5.67 5.83 
Aroclor-1248 {5} 6.09 6.01 6.17 
A~n. r~12£t ..... .6...58 .6.5.0 6.££ 
Aroclor-1254 {2} 7.15 7.07 7.23 
Aroctor-1254 {3} 7.58 7.49 7.67 
Aroclor-1254 {4} 7.77 7.68 7.86 
Aroclor-1254 {5} 8.58 8.49 8.67 
Aroclor-1260 7.34 7.33 7.33 7.33 7.34 7.34 6.44 8.24 
Aroclor-1260 {2} 7.58 7.58 7.59 7.59 7.59 7.59 6.69 8.49 
Aroctor-1260 {3} 9.17 9.17 9.17 9.17 9.17 9.17 8.27 10.07 
Aroclor-1260 {4} 9.68 9.68 9.68 9.68 9.68 9.68 8.78 10.58 
Aroclor-1260 {5} 10.2f 10.2( 10.21 10.21 10.27 10.27 !:!.:Sf 11.17 

El3-ll556 0032 



Date Analyzed: 

Data File: 

Compound 
Aroclor-1016 
Aroclor-1016 {2} 
Aroclor-1016 {3} 
Aroclor-1016 (4} 
Aroclor-1016 {5} 
Aroclor-1221 
Aroclor-1221 {2} 
Aroclor-1221 {3} 
Aroclor-1221 {4} 
Aroclor-1221 {5} 
Aroclor-1232 
Aroclor-1232 {2} 
Aroclor-1232 {3} 
Aroclor-1232 {4} 
Aroclor-1232 {5} 
Aroclor-1242 
Aroclor-1242 {2} 
Aroclor-1242 {3} 
Aroclor-1242 {4} 
Aroclor-1242 {5} 
Aroclor-1248 
Aroclor-1248 {2} 
Aroclor-1248 {3} 
Aroclor-1248 {4} 
Aroclor-1248 {5} 
Aroclor-1254 
Aroclor-1254 (2} 
Aroclor-1254 {3} 
Aroclor-1254 {4} 
Aroclor-1254 {5} 
Aroclor-1260 
Aroclor-1260 {2} 
Aroclor-1260 {3} 
Aroclor-1260 {4} 
Aroclor-1260 {5} 

AROCLOR INITIAL CALIBRATION SUMMARY 

11/15/2013 Instrument ID: 

GC Column (2nd): 

GC-R 

DB-l701P 

R5406.C R5405.C R5404.C R5403.C R5402.C 

CALIBRATION FACTORS 
10 so 500 1000 2000 MEAN 

4o!l311 460630 416614 400325 3i!l539 4ZL!ltl4 
1034186 983316 854289 823661 777298 894550 
2070883 2027148 1846278 1813463 1743179 1900190 
875093 844939 780394 749139 728194 795552 
669763 645248 597675 581408 564504 611720 

212048 
337253 
206598 
754595 
139067 
558305 
214379 
449439 
346191 
490383 
322149 
524799 
698289 
576589 
1096145 
1224010 
1866655 
1322324 
1188759 
633775 

1416771 
---- -- ---

1114656 
835746 
1016291 
1484111 

814856 791655 777302 766870 638238 757784 
1208926 1162133 1015530 982249 934022 1060572 
887622 881615 814484 806877 799338 837987 
1867398 1962576 1809886 1806877 1784259 1846199 
1 1390244 1294429 1280361 1~0100-l 13:l91:l:l 

Average %RSD 

El3-ll556 

%RSD 
8.52 
12.22 
7.46 
7.87 
7.24 

9.13 
11.21 
5.13 
3.90 
4.31 

I 7.70 I 

0033 



AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: ll/15/2013 Instrument ID: 

GC Column (lst): DB-5 

Data File: R5406.D RS405.D R5404.D R5403.D R5402.D 

RT OF STANDARDS MEAN RTWI NDOW 
Compound 10 50 500 1000 2000 RT FROM TO 

Aroclor-1262 8.66 8.~4 8.78 
Aroclor-1262 {2} 9.45 9.33 9.57 
Aroclor-1262 {3} 10.08 9.96 10.20 
Aroclor-1262 {4} 10.17 10.05 10.29 
Aroclor-1262 {5} 11.00 10.88 11.12 
Aroclor-1268 10.08 9.96 10.20 
Aroclor-1268 {2} 10.16 10.04 10.28 
Aroclor-1268 {3} 10.63 10.51 10.75 
Aroclor-1268 {4} 10.76 10.64 10.88 
Aroclor-1268 {5} 11.60 11.48 11.72 

GC Column (2nd): DB-170IP 

Data File: R5406.C R5405.C R5404.C R5403.C R5402.C 

RT OF STANDARDS MEAN RTWI NDOW 

Compound 10 50 500 1000 2000 RT FROM TO 

Aroclor-1262 9.17 9.05 9.29 

Aroclor-1262 {2} 9.68 9.56 9.80 

Aroclor-1262 {3} 10.17 10.05 10.29 

Aroclor-1262 {4} 10.26 10.14 10.38 

Aroclor-1262 {5} 10.85 10.73 10.97 

Aroclor-1268 10.17 10.05 10.29 

Aroclor-1268 {2} 10.25 10.13 10.37 

Aroclor-1268 {3} 10.49 10.37 10.61 

Aroclor-1268 {4} 10.64 10.52 10.76 

Aroclor-1268 {5} 11.72 11.60 11.84 

El3-ll556 0034 



AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 11/15/2013 Instrument ID: 

GC Column (1st): 

Data File: R5406.D R5405.D R5404.D R5403.D R5402.D 

CALIBRATION FACTORS 

Compound 10 50 500 1000 2000 MEAN %RSD 

Aroclor-1262 375092 
Aroclor-1262 {2} 1372820 
Aroclor-1262 {3} 509572 
Aroclor-1262 {4} 633134 
Aroclor-1262 {5) 474740 
Aroclor-1268 1301015 
Aroclor-1268 {2} 1488781 
Aroclor-1268 {3} 1131524 
Aroclor-1268 {4} 319375 
Aroclor-1268 {5) 3566996 

GC Column (2nd): OB-170lP 

Data File: R5406.C R5405.C R5404.C R5403.C R5402.C 

CALIBRATION FACTORS 

Compound 10 50 500 1000 2000 MEAN %RSD 

Aroclor-1262 1244890 

Aroclor-1262 {2} 2848395 

Aroclor-1262 {3} 887890 

Aroclor-1262 {4} 2004736 

Aroclor-1262 {5) 370824 

Aroclor-1268 2570716 

Aroclor-1268 {2) 2915321 

Aroclor-1268 {3) 2249766 

Aroclor-1268 {4) 636367 

Aroclor-1268 {5) 6939711 

El3-ll556 0035 



AROCLOR CALIBRATION VERIFICATION SUMMARY 

Dateffime Analyzed: ll/26/2013 Instrument ID: 

Data File: R5584.D GC Column (lst): 

RTWI NDOW 

Compound RT FROM TO AvgCF CCCF %D 

Aroclor-1016 J.ZU J.lJ J.z7 Zl£404 .<V.<.:l:::>" 4.76 

Aroclor-1016 {2} 4.04 3.96 4.10 290090 266509 8.13 

Aroclor-1016 {3} 4.59 4.52 4.66 368655 346873 5.91 

Aroclor-1016 {4} 5.10 5.02 5.16 184173 178465 3.10 

Aroclor-1016 {5) 5.49 5.42 5.56 289810 266406 8.08 

Aroclor-1260 8.30 7.39 9.19 752046 702106 6.64 

Aroclor-1260 {2} 8.97 8.07 9.87 347008 330732 4.69 

Aroclor-1260 {3) 9.45 8.55 10.35 893679 838751 6.15 

Aroclor-1260 {4} 9.94 9.04 10.84 437017 433316 0.85 

Aroclor-1260 {5} 11.00 10.10 11.90 zur r r"<J 181121 12.83 

Data File: R5584.C GC Column (2nd): DB-l701P 

RTWI NDOW 

Compound RT FROM TO AvgCF CCCF %D 

Aroclor-1016 J.J[ J.JU J.44 41tiZtil 1.56 

Aroclor-1016 {2) 3.93 3.86 4.00 894550 824940 7.78 

Aroclor-1016 {3} 4.65 4.58 4.72 1900190 1787357 5.94 

Aroclor-1016 {4) 4.85 4.78 4.92 795552 762233 4.19 

Aroclor-1016 {5} 5.01 4.94 5.08 611720 575385 5.94 

Aroclor-1260 f.J4 ti.44 ti.Z4 (t:J((ti4 fUtJ5tJ"<J 6.89 

Aroclor-1260 {2) 7.59 6.69 8.49 1060572 914729 13.75 

Aroclor-1260 {3} 9.17 8.27 10.07 837987 722371 13.80 

Aroclor-1260 {4} 9.68 8.78 10.58 1846199 1643786 10.96 

Aroclor-1260 {5} 10.26 9.37 11.17 1329122 1211628 8.84 

El3-ll556 0036 



AROCLOR CALIBRATION VERIFICATION SUMMARY 

Dateffime Analyzed: 11/26/2013 Instrument ID: 

Data File: R5595.D GC Column (lst): 

RTWI NDOW 

Compound RT FROM TO AvgCF CCCF %D 

Aroclor-1016 3.20 3.13 3.2/ 212464 219132 3.14 
Aroclor-1016 {2} 4.03 3.96 4.10 290090 287184 LOO 
Aroclor-1016 {3} 4.59 4.52 4.66 368655 372720 1.10 
Aroclor-1016 {4} 5.10 5.02 5.16 184173 191899 4.20 
Aroclor-1016 {5} 5.49 5.42 5.56 289810 289416 0.14 
Aroclor-1260 8.30 7.39 9.19 752046 773189 2.81 
Aroclor-1260 {2} 8.97 8.07 9.87 347008 361035 4.04 
Aroclor-1260 {3} 9.45 8.55 10.35 893679 921070 3.06 
Aroclor-1260 {4} 9.94 9.04 10.84 437017 445627 1.97 
Aroclor-1260 {5} 11.01 10.10 11.90 LU/1/l:J 20M btl 1.93 

Data File: R5595.C GC Column (2nd): DB-1701P 

RTWINDOW 
Compound RT FROM TO AvgCF CCCF %D 

Aroclor-1016 3.36 3.30 3.44 422!!!!4 477362 12.88 
Aroclor-1016 {2} 3.93 3.86 4.00 894550 921375 3.00 
Aroclor-1016 {3} 4.65 4.58 4.72 1900190 2005564 5.55 
Aroclor-1016 {4} 4.85 4.78 4.92 795552 862748 8.45 
Aroclor-1016 {5} 5.01 4.94 5.08 611720 655259 7.12 
Aroclor-1260 7.33 6.44 8.24 757784 824709 8.83 

Aroclor-1260 {2} 7.59 6.69 8.49 1060572 1106695 4.35 
Aroclor-1260 {3} 9.17 8.27 10.07 837987 911892 8.82 
Aroclor-1260 {4} 9.68 8.78 10.58 1846199 2090503 13.23 
Aroclor-1260 {5} 10.26 9.3/ 11.1 I 1329122 11.53 

El3-ll556 0037 



AROCLOR CALIBRATION VERIFICATION SUMMARY 

Dateffime Analyzed: 12/03/2013 Instrument ID: 

Data File: R5625.D GC Column (lst): 

RTWI NDOW 
Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 3.20 3.13 3.27 212464 185451 12.71 
Aroclor-1016 {2) 4.04 3.96 4.10 290090 247446 14.70 
Aroclor-1016 {3) 4.59 4.52 4.66 368655 326224 11.51 
Aroclor-1016 {4) 5.10 5.02 5.16 184173 175106 4.92 
Aroclor-1016 {5) 5.49 5.42 5.56 289810 256690 11 .43 
Aroclor-1260 8.30 7.39 9.19 752046 718828 4.42 
Aroclor-1260 {2) 8.97 8.07 9.87 347008 334985 3.46 
Aroclor-1260 {3) 9.46 8.55 10.35 893679 868106 2.86 
Aroclor-1260 {4) 9.94 9.04 10.84 437017 421808 3.48 
Aroclor-1260 {5) 11.01 10.10 11.90 207779 1 6.12 

Data File: R5625.C GC Column (2nd): DB-l701P 

RTWI NDOW 
Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 J.Jf 3.30 3.44 4 -445533 5.36 
Aroclor-1016 {2} 3.93 3.86 4.00 894550 857285 4.17 
Aroclor-1016 {3} 4.65 4.58 4.72 1900190 1884326 0.83 
Aroclor-1016 {4} 4.85 4.78 4.92 795552 814794 2.42 
Aroclor-1016 {5) 5.02 4.94 5.08 611720 625645 2.28 
Aroclor-1260 7.34 6.44 8.24 ror184 8.69 
Aroclor-1260 {2} 7.59 6.69 8.49 1060572 1110041 4.66 
Aroclor-1260 {3) 9.17 8.27 10.07 837987 928715 10.83 
Aroclor-1260 {4} 9.68 8.78 10.58 1846199 2155045 16.73 
Aroclor-1260 {5) 10.27 9.37 11.17 1329122 1' 15.56 

- -- --

El3-ll556 0038 



AROCLOR CALIBRATION VERIFICATION SUMMARY 

Dateffime Analyzed: 12/03/2013 Instrument ID: 

Data File: R5643.D GC Column (1st): 

RTWI NDOW 

Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 J.ZU J.lJ J.Zf Z1Z4ti4 H:!lU/J 14.77 
Aroclor-1016 {2) 4.03 3.96 4.10 290090 241036 16.91 
Aroclor-1016 {3) 4.59 4.52 4.66 368655 316257 14.21 
Aroclor-1016 {4} 5.09 5.02 5.16 184173 167510 9.05 
Aroclor-1016 {5) 5.50 5.42 5.56 289810 247152 14.72 
Aroclor-1260 8.30 7.39 9.19 752046 672195 10.62 
Aroclor-1260 {2} 8.97 8.07 9.87 347008 304632 12.21 
Aroclor-1260 {3) 9.46 8.55 10.35 893679 798830 10.61 
Aroclor-1260 {4) 9.94 9.04 10.84 437017 389393 10.90 
Aroclor-1260 {5) 11.01 10.10 11.\,JU . ZUlf79 210069 1.10 

Data File: R5643.C GC Column (2nd): DB-1701P 

RTWI NDOW 
Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 ;j,;j { J.JU J.44 4ZfZUti 1.02 
Aroclor-1016 {2) 3.93 3.86 4.00 894550 825758 7.69 
Aroclor-1016 {3) 4.65 4.58 4.72 1900190 1807592 4.87 
Aroclor-1016 {4} 4.85 4.78 4.92 795552 771425 3.03 
Aroclor-1016 {5} 5.02 4.94 5.08 611720 590428 3.48 
Aroclor-1260 f.J4 ti.44 l::U4 lOt toq ' l.IO 
Aroclor-1260 {2} 7.59 6.69 8.49 1060572 1006525 5.10 
Aroclor-1260 {3} 9.17 8.27 10.07 837987 813305 2.95 
Aroclor-1260 {4} 9.68 8.78 10.58 1846199 1868890 1.23 
Aroclor-1260 {5} 1U.27 9.37 11.1 { l;jZ\,J122 1323804 0.40 

El3-ll556 0039 



PCB RETENTION TIME SHIFT SUMMARY 

.. 
Instrument ID: GC-R 

Surrogate RT from initial calibration: 
TCMX 1 2.74 

Lab 
Client ID SampleiD 

PCB BLKA131125-13 

PCB LCSA\31125-13 

FB 11181 E\3-11627-012 

FB 11191 El3-ll627-0l6 

FB-36 El3-ll5!0-008 

FB-37 El3-ll556-0l4 

FB-I El3-11623-008 

TWP-1 E13-11622-001 

PCB 11622-00IMS 

PCB 11622-00 I MSD 

Surrogate QC Limits 

TCMX = Tetrachloro-m-xylene 
DCB = Decachlorobiphenyl 

# Column to be used to flag recovery values 
• Values outside of QC limits 
D Surrogate diluted out 
M Matrix interference 

Column: 

DCB 1 12.o9 TCMX 2 

Date Time TCMX 1 

Analyzed Analyzed RT 

11126/2013 13:28 2.74 

11/26/2013 13:46 2.74 

11126/2013 14:03 2.74 

11126/2013 14:21 2.74 

11126/2013 14:38 2.74 

11126/2013 14:56 2.74 

11/26/2013 15:13 2.74 

11126/2013 15:31 2.74 

11126/2013 15:48 2.74 

11126/2013 16:06 2.74 

( ± 0.10 Minutes) 
( ± 0.10 Minutes) 

# 

DB-5/DB-1701P 

2.56 DCB 2 11.93 

DCB 1 TCMX 2 DCB 2 

RT # RT # RT 
12.09 2.56 11.93 

12.09 2.56 11.93 

12.08 2.56 11.93 

12.09 2.56 11.93 

12.09 2.56 11.93 

12.08 2.56 11.93 

12.08 2.56 11.93 

12.08 2.56 11.93 

12.08 2.56 11.93 

12.09 2.56 11.93 

El3-ll556 0040 

# 



PCB RETENTION TIME SHIFT SUMMARY 

Instrument ID: OC-R 

Surrogate RT from initial calibration : 
TCMX I 2.74 

Lab 
Client ID Sample ID 

PCB BLKS131202-l0 

PCB LCSS131202-l0 

GG-47(2. E13-ll556-001 

PCB 11556-00 1 MS 

PCB 11556-00lMSD 
FF-47(0- ElJ-11556-002 
FF-47(1. El3-ll556-003 

FF-47(2. El3-11556-004 

FF-48(0- £13-11556-005 
FF-48(1. £13-11556-006 
FF-48(2. ElJ-11556-007 
DD-48(0- El3-ll556-008 

DD-48(1. £13-11556-009 
DD-48(2. E 13-11556-010 
DD-47(2. ElJ-11556-011 
II-46(0- El3-11556-0l2 
11-46( I. £13-1 I556-0l3 

Surrogate QC Limits 
TCMX = Tetrachloro-m-xylene 
DCB = Decachlorobiphenyl 

# Column to be used to flag recovery values 
• Values outside ofQC limits 
D Surrogate diluted out 
M Matrix interference 

Column: 

DCB I 12.09 TCMX 2 

Date Time TCMX I 

Analyzed Analyzed RT 

12/03/2013 15:42 2.74 

12/03/2013 15:59 2.74 

12/03/2013 16:29 2.74 

12/03/2013 16:46 2.74 

12/03/2013 17:04 2.74 

12/03/2013 17:22 2.74 

12/03/2013 17:39 2.74 

12/03/2013 17:57 2.74 

12/03/2013 18:14 2.74 

12/03/2013 18:32 2.74 

12/03/2013 18:49 2.74 

12/03/2013 19:07 2.74 

12/03/2013 19:24 2.74 

12/03/2013 19:42 2.74 

12/03/2013 19:59 2.74 

12/03/2013 20:16 2.74 

12/03/2013 20:34 2.74 

( ± 0.10 Minutes) 
( ± 0.10 Minutes) 

# 

DB-5/DB-1701P 

2.57 DCB 2 I 1.94 

DCB I TCMX 2 DCB 2 

RT # RT # RT 

12.09 2.57 11.94 

12.09 2.56 11.94 

12.09 2.57 11.94 

12.08 2.56 11.93 

12.09 2.56 11.93 

12.08 2.56 11.93 

12.08 2.56 11.93 

12.08 2.56 11.93 

12.08 2.56 11.93 

12.08 2.56 11.93 

12.08 2.56 11.93 

12.08 2.56 11.93 

12.08 2.56 11.93 

12.08 2.56 11.93 

12.08 2.56 11.93 

12.09 2.56 11.93 

12.08 2.56 11.93 

El3-ll556 004l 

# 



PCB SAMPLE DATA 

El3-11556 0042 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDChem\1\DATA\12-03-13\ 
R563l.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
03 Dec 2013 17:22 
NG 
FF-47(0-,E13-11556-002,S,5.08g,22.3,20 
131202-10,12/02/13,11/19/13,1 
7 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 11:01:41 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal Ill Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

2ilj - Ii?- Aroci-or-"1-25-4 - 6cH)--
29) L7 Aroclor-1254 

~~ 
6.84 

3 0) L7 Aroclor-1254 7.00 
31) L7 Aroclor-1254 7.44 
32) L7 Aroclor-1254 8.28 

sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.93 

e;. -s-a 
0.00 
7.59 
7.77 
8.58 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

2753.1E6 6260.1E6 238.730 261.929 
Recovery 119.36% 130.96% 

678.8E6 1542.5E6 207.195 243.935 
Recovery 103.60% 121.97% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

z-:n6 g-e;-o-7- :; 91:2 Ol:!'io -- -:;s-c-3-s-7 - 2-7 : 6-l:z- -
15801312 0 38.425 N.D. d# 
52385544 60403020 66.477 72.274 
55472508 62591565 69.997 61.58Bm 
70830202 156.4E6 99.402m 105.351m 

218.3E6 318.5E6 309.658 266.826 
61.932 66.706 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

---------~--~~--~----------~---------------~~~~~-~-~----~-~-~-~-~-~------~-

(f)=RT Delta > 1/2 Window (#)=Amounts differ by> 25% (m)=manual int. 

RPCB1115.M Wed Dec 04 13:26:00 2013 El3-ll556 



Quant1tation Report 

C:\MSDChem\1\DATA\12-03-13\ 
R563l.D 

( QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
03 Dec 2013 17:22 
NG 
FF-47(0-,El3-11556-002,S,5.08g,22.3,20 
131202-10,12/02/13,11/19/13,1 

ALS Vial 7 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 11:01:41 2013 
Quant Method C:\MSDCHEM\l\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume rnj. 
Signal #1 Phase 
Signal #1 Info 

Response_ 

1.2e+08 

1e+08 

Be+07 

6e+07 

4e+07 

2e+07 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5631 DIECD1B CH 

fo _A ~ ~~ ~ ~ 
o~J~~---J~--------~~~~~~_)1~--~-----------~--D---------~--

~ ~~ N N 

'-r~c'~o,-.---l_~~r-,1 ~~~'I ~• ~·~• '' ~~~· -'/~'--,,-1<~-'/~'--,, -;<~:__,,~, Tl ,i,_" ro ~•---r1 ~• ''~' -.--,,..--.--roo '1~-.---~--/l~"-,--~-.TI -.---~r·.,--.----r 
3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 Time 

:ReSponse 
~ 3e+08l 

2.5e+08 

2e+08 

1.5e+08 

1e+08 

5e+07 

Time-······················ 

~ 
X 

" " 
3.00 4.00 5.00 6.00 

RPCB1115.M Wed Dec 04 13:26:01 2013 

Signal: R5631.DIECD2i\.CH 

I I 
7.00 8.00 9.00 

I I 
10.00 11.00 12.00 13.00 14.00 

El3-ll556 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-03-13\ 
R5632.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
03 Dec 2013 17:39 
NG 
FF-47(1.,E13-11556-003,S,5.17g,23.6,20 
131202-10,12/02/13,11/19/13,1 
8 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 10:04:00 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

-28~ ·f/7 -J<rocror--12-5-4 6c4-0 
29) L7 Aroclor-1254 

m 
6.84 

30) L7 Aroclor-1254 7.00 
31) L7 Aroclor-1254 7.44 
32) L7 Aroclor-1254 8.26 

Sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.93 

-6. 58 
7.18 
7.59 
7.76 
8.58 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

2778.5E6 6408.4E6 240.934 268.134 
Recovery 120.47% 134.07% 

655.4E6 1437.8E6 200.029 227.378 
Recovery 100.01% 113.69% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

- 2-529 F/84 - 80262-<!93 37-.487 -56,65-2 # 
18474205 46954033 44.925 42.124m 
51315171 55411286 65.119 66.302 
58691685 78740897 74.059 77.479m 
88561012 176.2E6 124.285m 118.750 

242.2E6 437.6E6 345.875 361.306 
69.175 72.261 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

--~~~--~--~-~~~~-----~-------------------------------------------------------

(f)~RT Delta> 1/2 Window (#)~Amounts differ by> 25% (m)~manual int. 

RPCB1115.M Wed Dec 04 12:01:44 2013 El3-ll556 



Quantitation Report 

C:\MSDCHEM\1\DATA\12-03-13\ 
R5632.D 

(QT Rev1ewectJ 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
03 Dec 2013 17:39 
NG 
FF-47(1.,E13-11556-003,S,5.17g,23.6,20 
131202-10,12/02/13,11/19/13,1 

ALS Vial 8 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 10:04:00 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

;:! 
1.2e+08 '"' 

1e+08 

8e+07 

6e+07 

4e+07 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5632.D\EC01B.CH 

~ 

" 2e+07 

0 ~--2___~~_}---~--tv------- -- ·· _ __1-----~--
X 

" u 

~ ~~ N ~ 

6 ~6 ~ ~ tP 

~~· -.1 -.--"~f-r-, 1"-~'f-f-,--:<~-.... ~~-.-~-·· ' ,-, -~r-,,--~ ... --f';~~.,.,~--r~., · 
Time 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14,90 

Response Signal: R5632.D\ECD2ACH 

3e+08 
·-

~ 
N 

2.5e+08 

2e+08 

1.5e+08 

1e+08 

5e+07 

0 
N .. 
X 

" u 
~ 

Time 3.00 4.00 5.00 6.00 

RPCB1115.M Wed Dec 04 12:01:45 2013 
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El3-ll556 oo46'ge: 2 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
signal(s) 
Acq On 
operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-03-13\ 
R5634.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
03 Dec 2013 18:14 
NG 
FF-48(0-,E13-11556-00S,S,5.31g,6.20,20 
131202-10,12/02/13,11/19/13,1 
10 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 10:11:34 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: Chemstation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 

Spiked Amount 200.000 
2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

·zsr L7 Aroc-rarc1z5~ 6.40 
29 I L7 Aroclor-1254 

m 
6.86 

30) L7 Aroclor-1254 7.00 
31) L7 Aroclor-1254 7.41 
32) L7 Aroclor-1254 8.26 

Sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.93 

· 6 ;·5s-
7.18 
7.59 
7.78 
8.58 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

2560.0E6 5935.5E6 221.981 248.349 
Recovery 110.99% 124.17%-

615.4E6 1244.4E6 187.844 196.800 
Recovery = 93.92% 98.40% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

15041724 28895606 ·· 22. :n-4 2·o .3·9s 
12534470 31740790 30.481m 28. 476m 
32597061 45414359 41.366m 54.340 # 
55399476 46556627 69.905 45.810m# 
76238747 104.0E6 106.992m 70.072m# 

191.8E6 256.6E6 271.118 219.093 
54.224 43.819 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

(f)=RT Delta> 1/2 Window (#)=Amounts differ by> 25% (m)=manual int. 

RPCB1115.M Wed Dec 04 12:01:46 2013 El3-ll556 oo4r= 1 



Quantitation Report 

C:\MSDCHEM\1\DATA\12-03-13\ 
R5634.D 

(QT Rev1ewedJ 

Data Path 
Data File 
Signal(s) 
Acq On 
operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
03 Dec 2013 18:14 

ALS Vial 

NG 
FF-48(0-,E13-11556-005,S,5.31g,6.20,20 
131202-10,12/02/13,11/19/13,1 
10 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 10:11:34 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Response 

1.2e+08 ~ 

" N 

1e+08 

8e+07 

6e+07 

4e+07 

2e+07 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5634.DIECD1B.CH 

0 

~ ~E; ~ :=;; 

-~--A--~--------~-~--:: _______ _}Z_~ 

Time 
ReSponse 

2.5e+OB 

2e+08 

1.5e+08 

1e+08 

5e+07 

0 

Time 

~ 

~ 
..---y-o--r-r--,·-~·- T ~ 

3.00 4.00 5.00 6.00 

3.00 

RPCB1115.M Wed Dec 04 12:01:47 2013 
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Signal: R5634.DIECD2A.CH 
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12.00 
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13.00 14.00 
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Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-03-13\ 
R5635.D 
Signal #1: ECDlB.CH Signal #2: ECD2A.CH 
03 Dec 2013 18:32 
NG 
FF-48(l.,El3-11556-006,S,5.28g,7.30,20 
131202-10,12/02/13,11/19/13,1 
11 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 10:14:58 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#l 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

sum Aroclor-1248 
Average Aroclor-1248 

28-) -;:;? - ·J"iroci-or"j_-25-4 6-. 4--()-

29) L7 Aroclor-1254 2 6.87 
30) L7 Aroclor-1254 3 7.00 
31) L7 Aroclor-1254 4 7.41 
32) L7 Aroclor-1254 5 8.26 

Sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

sum Aroclor-1268 
Average Aroclor-1268 

Signal #2 Phase: 
Signal #2 Info : 

RT#2 Resp#l Resp#2 ng#l ng#2 

2.56 2562.2E6 5953.5E6 222.171 249.101 
Recovery = 111.09% 124.55% 

11.93 626.4E6 1438.9E6 191.187 227.554 
Recovery = 95.59% 113.78% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0. 000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

6 . 5-B- - 1-14-2-()2-11 26B-50361- 1-6--. 9S"7- - 18.-952-
0.00 12238335 0 29.76lm N.D. d# 
7.59 29689467 34194791 37.676m 40.915 
7.79 43086522 36342756 54.368 35.760m# 
8.58 62880297 93875019 88.245m 63.253 # 

159.3E6 191.3E6 227.037 158.881 
45.407 39.720 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

-------------~-~------~---------------------------------------------~----~--

(f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25% (m)=manual int. 

RPCB1115.M Wed Dec 04 12:01:48 2013 El3-ll556 



Quantitat1on Report 

C:\MSDCHEM\1\DATA\12-03-13\ 
R5635.D 

(QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECDlB.CH Signal #2: ECD2A.CH 
03 Dec 2013 18:32 

ALS Vial 

NG 
FF-48(1.,E13-11556-006,S,5.28g,7.30,20 
131202-10,12/02/13,11/19/13,1 
11 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 10:14:58 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Response 

1.2e+08 

1e+08 

8e+07 

6e+07 

4e+07 

2e+07 

Time 
Response 

2.5e+08 

2e+08 

1.5e+08 

1e+08 

5e+07 

~ime 

' I 
5.00 6.00 
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Signal #2 Phase: 
Signal #2 Info : 

Signal: R5635.DIECb1B.CH 

~ b;8 ;; ~-
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"' ~~ " ~ 
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e 
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0 
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Signal: R5635.D\ECD2A.CH 
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El3-ll556 
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13.00 __ 14.00 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-03-13\ 
R5637.D 
Signal #1: ECD1B.CH Signal ~2: ECD2A.CH 
03 Dec 2013 19:07 
NG 
DD-48(0-,E13-11556-008,S,5.30g,18.3,20 
131202-10,12/02/13,11/19/13,1 
13 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 11:25:14 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT~1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

"2-a-)- L7- 1cr"o-clorc12">4 --s.4·o-
29) L7 Aroclor-1254 

~~ 
6.84 

3 0) L7 Aroclor-1254 7.00 
31) L7 Aroclor-1254 7.42 
32) L7 Aroclor-1254 8.28 

sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.93 

6.58 
7.16 
7.59 
7.78 
8.57 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

2755.9E6 6417.9E6 238.974 268.533 
Recovery 119.49% 134.27% 

721.9E6 1471.1E6 220.352 232.644 
Recovery 110.18% 116.32%-

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

-25508B'l:4 -4 902-2'1:94- 39.94-4 34-. 6-Blcm -
17463084 34356644 42.466 30.823m# 
41298962 60652169 52.408m 72.572 ~ 
38258356 58008035 48.276m 57.078m 

100.3E6 170.1E6 140.779 114.644m 
222.8E6 372.2E6 321.873 309.719 

64.375 61.944 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

---~-------------------------------------~---------~---~~--~----------------

(f)=RT Delta > 1/2 Window (#)=Amounts differ by> 25% (m)=manual int. 

RPCB1115.M Wed Dec 04 12:01:50 2013 El3-ll556 oo51""' 1 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-03-13\ 
R5637.D 
Signal #1: ECDlB.CH Signal #2: ECD2A.CH 
03 Dec 2013 19:07 
NG 
DD-48(0-,E13-11556-008,S,5.30g,18.3,20 
131202-10,12/02/13,11/19/13,1 
13 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 11:25:14 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
signal #1 Info 

Respons~ 
1.4e+OBi 

1.2e+08 

1e+08 

8e+07 

6e+07 

4e+07 

2e+07 

0 

~ 

" N 

I I 

5.00 6.00 

5.00 6.00 

RPCB1115.M Wed Dec 04 12:01:51 2013 

' 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5637.D\ECD1B.CH 
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~ " n " m 
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Signal: R5637. D\ECD2A. CH 
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El3-ll556 

13.00 14.00 

.~90 14.00 



Quantitat~on Report 

C:\MSDCHEM\1\DATA\12-03-13\ 
R563B.D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
03 Dec 2013 19:24 

ALS Vial 

NG 
DD-48(l.,E13-11556-009,S,5.19g,15.8,20 
131202-10,12/02/13,11/19/13,1 
14 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 10:39:34 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
signal #1 Phase 
signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

sum Aroclor-1242 
Average Aroclor-1242 

sum Aroclor-1248 
Average Aroclor-1248 

28-r . .,,. Arcrc·l or c·:t:<-54 -6. 4-Q 
29) L7 Aroclor-1254 6.85 
30) L7 Aroclor-1254 7.00 

RT#2 

2.56 

1l. 93 

6-. s-a 
7.18 
7.59 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#l ng#2 

2690.3E6 6130.0E6 233.281 256.486 
Recovery 116.64% 128.24% 

668.3E6 1450.0E6 203.969 229.310 
Recovery 101.98% 114.66% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

. 2-73 9-39-6-4 -913-J.44%4 4-e. 'l-4e 6-4,45£ 
17464764 43654486 42.470m 39.164m 
46005089 53011002 58.380m 63.430m 

# 

31) L7 Aroclor-1254 l! 7.41 7.77 54139347 43831646 68.315m 43.129m# 

32) L7 Aroclor-1254 8.28 8.58 78383254 143.9E6 110.002m 96.986m 
sum Aroclor-1254 223.4E6 375.7E6 319.915 307.161 

Average Aroclor-1254 63.983 6l. 432 

sum Aroclor-1260 0 0 N.D. N.D. 
Average Aroclor-1260 0.000 0.000 

sum Aroclor-1262 0 0 N.D. N.D. 
Average Aroclor-1262 0.000 0.000 

sum Aroclor-1268 0 0 N.D. N.D. 

Average Aroclor-1268 0.000 0.000 

----------------~~--~-~-~----~---------~~---~---------------------------------

(f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25% (m)=manual int. 

RPCB1115.M Wed Dec 04 12:01:52 2013 El3-ll556 



Quantitation Report 

C:\MSDCHEM\1\DATA\12-03-13\ 
R5638.D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
03 Dec 2013 19:24 

ALS Vial 

NG 
DD-48(1.,E13-11556-009,S,5.19g,15.8,20 
131202-10,12/02/13,11/19/13,1 
14 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 10:39:34 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Response_ 

1.2e+08 

1e+08 

8e+07 

6e+07 

4e+07 

2e+07 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5638.D\ECD1B.CH 

~ ~g '!; ~ 

----~-~--~w~· --~---r;~------A-~~~. 
;':! ~~ ~ ~ 

~ ~ U B j § 
'-r~A~ ,-----r--.··-r·T~~~~~' r--rr-~-,~~-,------,--r-,- -, ~~~~~~- ,--,--,,~• ••~• ~f1 >,,~~· ''I~"~"~ 

Time 
~sPonse 

2.5e+08 

2e+08 

1.5e+08 

1e+08 

5e+07 

fTime 

3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 

Signal R5638. DIECD2A. CH 

w 00 0'1 r--
ltl ~ "'"" 

~-----------~-~~~--~--~'-----~-~---~~----
~ !::! NN !!! 
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~ .§ -§-§ ~ 

~-r-r-~--rr~·-.--,-~~~A,~~.-.-''1--r-,,...,--c~-,-T , 
3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 140Q. 

RPCB1115.M Wed Dec 04 12:01:53 2013 El3-ll556 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-03-13\ 
R5639.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
03 Dec 2013 19:42 
NG 
DD-48(2.,E13-11556-010,S,5.61g,18.1,20 
131202-10,12/02/13,11/19/13,1 
15 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 10:43:17 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

2BT. L7 ·--Arocl:or ~ 125'!r- -6 ;"!; 0 
29) L7 Aroclor-1254 

l~ 
6.84 

30) L7 Aroclor-1254 7.00 
31) L? Aroclor-1254 7.42 
32) L7 Aroclor-1254 8.27 

Sum Aroclor-1254 
Average Aroclor-1254 

sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.93 

.. 6 ~··sct 
7.18 
7.59 
7.77 
8.58 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

2708.9E6 6261.9E6 234.894 262.007 
Recovery 117.45% 131.00% 

680.2E6 1462.4E6 207.621 231.262 
Recovery 103.81% 115.63% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

1: 4-5>6-:o '!r?o- 2'!r65>5Tn ··· · ·zz;Z:>B - --]:;; 43Jc· 

8800138 25912816 21.400 23.247m 
34366420 38588440 43.611 46.172 
48408408 42120229 61.084 41. 445m# 
69528131 110.9E6 97.575m 74.745m 

176.1E6 242.2E6 245.927 203.041 
49.185 40.608 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

-- - --- -- --:....-- -- - --- --- --- --..:. - --- ..:. ..; - ....; - - - ..; - - ..:. - ..:.. - - .:... ..:. ....; _- _-- --..:.. --- ....:-:....--..:....; -.:.....:..:.... -- - --- - --

(f)~RT Delta > 1/2 Window (#)~Amounts differ by > 25% (m)~manual int. 

RPCB1115.M Mon Dec 09 10:42:17 2013 El3-ll556 o o'bto"'' 1 



Quantitation Report 

C:\MSDCHEM\1\DATA\12-03-13\ 
R5639.D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
03 Dec 2013 19:42 
NG 
DD-48(2.,E13-11556-010,S,5.61g,18.1,20 
131202-10,12/02/13,11/19/13,1 

ALS Vial 15 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 10:43:17 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

'Respor\Se 

1.2e+08 

1e+08 

8e+07 

6e+07 

4e+07 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5639.D\ECD1B.CH 

Time 
ReSP-onse 

3.00 4.00 5.00 6.00 - 7.00 8.00 9.00 10.00 11.00 12.00 13.00 
Signal: R563S.D\ECD2A.CH 

2.5e+08 

2e+08 

1.5e+08 

1e+OB 

5e+07 

0'~-L~-------~---------

Time 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 

RPCB1115.M Mon Dec 09 10:42:18 2013 El3-ll556 

14.00 

14.00 



Quant~tat~on Report ( QT RevlewectJ 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-03-13\ 
R5640.D 
Signal #1: ECDlB.CH Signal #2: ECD2A.CH 
03 Dec 2013 19:59 
NG 
DD-47(2.,E13-11556-011,S,5.11g,67.8,20 
131202-10,12/02/13,11/19/13,1 
16 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 10:47:31 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: Chemstation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1.221 

Sum Aroclor-1232 
Average Aroclor-1232 

sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

28·) ·Lr- Aroc-lor"r25-4- ti-. 3-9 
29) L7 Aroclor-12 54 

m 
6.85 

30) L7 Aroclor-1254 7.00 
31) L7 Aroclor-1254 7.47 
32) L7 Aroclor-1254 8.25 

sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.93 

a. eo 
7.16 
7.59 
0.00 
8.58 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

3290.6E6 7523.3E6 285.339 314.785m 
Recovery 142.67%- 157.39% 

938.7E6 1711.5E6 286.511 270.654m 
Recovery 143.26% 135.33% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

3-9-70 I-8'iH -e- 5-9 ,-()55- - N-.-D, €141 
28075875 61264909 68.274m 54.963 
27421832 27194055 34.798m 32.539 
32651751 0 41.201 N.D. d# 
51301428 104.1E6 71.996m 70.122m 

179.2E6 192.5E6 275.324 157.623 
55.065 52.541 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

-~-----~-~--------~--~-~-~-~-~~--~~~~---------------------------------------

(f)=RT Delta~ 1/2 Window (#)=Amounts differ by~ 25% (m)=manual int. 

RPCB1115.M Wed Dec 04 12:01:54 2013 El3-ll556 



Quant1tation Report ( QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-03-13\ 
R5640.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
03 Dec 2013 19:59 
NG 
DD-47(2.,E13-11556-0ll,S,5.11g,67.8,20 
131202-10,12/02/13,11/19/13,1 
16 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 10:47:31 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

'ReSpOnse_ 
1 .6e+OB 

1 .4e+OB 

1 .2e+OB 

1e+OB 

8e+07 

6e+07 

4e+07 

2e+07 

Time 3.00 
Response .... -

- 3.5e+ll8 · 

3e+08 

2.5e+08 

2e+OB 

1.5e+OB 

1e+OB 

5e+07 

0 
N -X 
::; 
u 

1Time 3.00 
r~ 

4.00 5.00 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5640.DIECD1 B.CH 

" ::< N 

" " " 
·,....,-~~lj 

.Q 0 

~ " -, ;;;., -,~, ~ I ' 
6.00 7.00 8.00 9.00 

RPCB1115.M Wed Dec 04 12:01:55 2013 El3-ll556 



Quantitation Report ( QT Revlewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-03-13\ 
R5641.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
03 Dec 2013 20:16 
NG 
II-46(0-,E13-11556-012,S,5.02g,9.30,20 
131202-10,12/02/13,11/19/13,1 
17 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 10:49:54 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.09 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

SUm· A-ree-1-er--lz 54 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.93 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

2606.3E6 6014.3E6 226.003 251.645 
Recovery 113.00% 125.82% 

622.2E6 1313.9E6 189.901 207.776 
Recovery 94.95%" 103.89% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 o.ooo 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

{)· N:B: N:D-:-
0.000 o.ooo 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

(f)=RT Delta> 1/2 Window (#)=Amounts differ by> 25% (m)=manual int. 

RPCB1115.M Wed Dec 04 12:01:56 2013 El3-ll556 oo5"9'e: 1 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-03-13\ 
R564l.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
03 Dec 2013 20:16 
NG 
II-46{0-,E13-11556-012,S,5.02g,9.30,20 
131202-10,12/02/13,11/19/13,1 
17 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 04 10:49:54 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

1.2e+08 

1e+08 

8e+07 

6e+07 

4e+07 

2e+07 

X 
~ 

" 
Time 3.00 
Response 

2.5e+08 ~ 
N 

2e+08 

1 .5e+08 

1e+08 

5e+07 

0 
~ 

~ 
" 

Time 3.00 

RPCB1115.M Wed Dec 04 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5641.DIECD1 B.CH 

m 

" f-T-r r·---,---,-----,--, r----,---,---,------,--r--r 
' 

~· 

4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 
Signal: R5641.D\ECD2A.CH 

§ 

t __ __M __ ~ _ _Jil ~--~ 

N .. 
m 

" -,--r-,.------,------ ·r--1'""'.....,....-.-- r---.------J-r·-·T.....,--,---~ 

4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 

12:01:57 2013 El3-ll556 

13.00 14.00 

13.0_0 14.00 

oo~cpe: 2 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\11-26-13\ 
R5590.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
26 Nov 2013 14:56 
NG 
FB-37,E13-11556-014,A,1000ml,100,5 
131125-13,11/25/13,11/19/13,1 
14 sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Nov 26 16:05:51 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

-sum Arocloor~iz57i - -
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.93 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

1942.2E6 4339.6E6 168.413 181.574 
Recovery 84.21% 90.79% 

536.9E6 1139.6E6 163.873 180.226 
Recovery 81.94% 90.11% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

() N.IL N-,-B. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

(f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25% (m)=manual int. 

RPCB1115.M Tue Nov 26 17:01:08 2013 El3-ll556 



Quantitation Report 

C:\MSDCHEM\1\DATA\11-26-13\ 
R5590.D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
26 Nov 2013 14:56 
NG 
FB-37,E13-11556-014,A,1000ml,100,5 
131125-13,11/25/13,11/19/13,1 

ALS Vial 14 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Nov 26 16:05:51 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Response 

1e+08 

8e+07 

6e+07 

4e+07 

2e+07 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5590.0\ECD1 B.CH 

0~~~~----~~~~~~~~~~~~~--~~~--~~~-~~~~~---

:nme 
Response 

2e+OB 

1.5e+OB 

1e+08 

5e+07 

Time 

ll 
" '--r~"T-r-r~~,-,,--~~,..~~,-,-~~,..~~,-,-~-.-. ~~.-,-,-~-,-,..~-P,-,-~~,..~,.--. 

3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 _14.00 
Signal: R5590.0\ECD2A.CH 

3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 

RPCB1115.M Tue Nov 26 17:01:08 2013 El3-ll556 



INTEGRA TED ANALYTICAL LAB ORA TORIES 

Lab ID: BLKAI31125-13 
Client ID: PCB 
Date Received: NA 
Date Extracted: 11/25/20 13 
Date Analyzed: 11/26/2013 
Data file: R5585.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

0 - Dilution Performed 

J --- Value Less than RL & great than MDL 
E- Exceeds upper level of Calibration curve 

PCB's 

Concentration 

NO 
NO 
NO 
NO 
NO 
NO 
NO 
NO 
NO 

NO 

Page 1 of 1 

Q 

GC Column: DB-5/DB 170 IP 
Sample wt/vol: I OOOml 
Matrix-Units: Aqueous-11g/L (ppb) 
Dilution Factor: I 
% Moisture: I 00 

RL MDL 

0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 

0.050 0.020 

8 - Compound detected in Blank 

C -- Common laboratory contamination 

EJ.3-J.J.556 0063 



Data Path 
Data File 
Signal{s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\11-26-13\ 
R5585.D 
Signal #1: ECDlB.CH Signal #2: ECD2A.CH 
26 Nov 2013 13:28 
NG 
PCB,BLKA131125-13,A,1000ml,100,5 
NA,11/25/13,NA,1 
9 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Nov 26 13:53:26 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: Chemstation 6890 Scale Mode: Large solvent peaks clipped 

volume Inj . 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
spiked Amount 200.000 

2) s DCB 12.09 
Spiked Amount 200.000 

Target Co"mpounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

Sum Aroclor-1254 
Average Aroc-:tor~ 1-z54 

sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.93 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

2130.1E6 4689.4E6 184.704 196.210 
Recovery 92.35%- 98.11%-

606.5E6 1221.9E6 185.111 193.230 
Recovery 92.56%- 96.61%-

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
o:zyoo o;ooo-

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

(f)=RT Delta ~ 1/2 Window (#)=Amounts differ by ~ 25% (m)=manual int. 

RPCB1115.M Tue Nov 26 16:48:26 2013 
El3-ll556 

Page: 1 
0064 



uuanClCaLlOU Keporc 

C,\MSDCHEM\1\DATA\11-26-13\ 
R5585.D 

\IJT .t<.ev1ewea1 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
26 Nov 2013 13:28 
NG 
PCB,BLKA131125-13,A,1000ml,100,5 
NA,11/25/13,NA,1 

ALS Vial 9 sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Nov 26 13:53:26 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14,15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Response_ 

1e+08 

8e+07 

6e+07 

4e+07 

2e+07 

o!---'-'----

Time 
Response_ 

2e+08 

1.5e+08 

1e+08 

5e+07 

~ 
~-­
N 

Signal #2 Phase: 
Signal #2 Info ' 

·Signal: R5585.0\ECD1B.CH 

0~~--------------------------------------------~~-----------

Time 3.00 4.00 _§.00 6.0_Q 7.00 8.00 

RPCB1115.M Tue Nov 26 16:48,26 2013 

9.00 10.00 11.00 12.00 13.00 

El3-ll556 

14.00 

Page: 2 
0065 



INTEGRATED ANALYTICAL LAB ORA TORIES 

Lab ID: BLKSI31202-IO 
Client ID: PCB 
Date Received: NA 
Date Extracted: 12/02/2013 
Date Analyzed: 12/03/2013 
Data file: R5626.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

0 --- Dilution Performed 

J --Value Less than RL & great than MDL 
E --- Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

NO 

Page 1 of 1 

Q 

GC Column: DB-5/DB 170 I P 
Sample wtlvol: 5g 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: I 
% Moisture: NA 

RL MDL 

0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.0!6 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 

0.040 0.016 

B ---Compound detected in Blank 
C - Common laboratory contamination 

El3-ll556 0066 



yuanc~caclon Keporc tCJT Hev1eweo.} 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-03-13\ 
R5626.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
03 Dec 2013 15:42 
NG 
PCB,BLKS131202-10,S,5g,0,20 
NA,12/02/13,NA,1 
2 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 03 16:11:40 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #l Phase 
Signal #l Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.09 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

sum Aroclor-1248 
Average Aroclor-1248 

Sum Aroclor-1254 
--Averag-e ll:t:oclar-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.57 

11.94 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

2674.8E6 6697.7E6 231.940 280.240 
Recovery 115.97% 140.12'1; 

648.1E6 1480.5E6 197.823 234.131 
Recovery ~ 98.91% 117.07% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N-lJ_. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

(f)~RT Delta > 1/2 Window (#)~Amounts differ by> 25% (m)=manual int. 

RPCB1115.M Wed Dec 04 11:48:04 2013 
El3-ll556 



C:\MSDCHEM\1\DATA\12-03-13\ 
R5626.D 

\ t:.JT H.ev1eweaJ 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
03 Dec 2013 15:42 
NG 
PCB,BLKS131202-10,S,5g,0,20 
NA,12/02/13,NA,1 

ALS Vial 2 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 03 16:11:40 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1115.M 
Quant Title 
QLast Update Fri Nov 15 14:15:52 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Response_ 

1.2e-l-08 

1e+08 

8e+07 

6e+07 

4e+07 

2e+07 

of--'-'---------

Signal #2 Phase: 
Signal #2 Info : 

~ m u u 
L--,----,---,-1~~~ ·r~~~.-r-~~~ -~~,---;-r-~~ ,--,,~.,-~""T"""J~;-r-T""T~~,----f'-,~~--r-c~-~ 

Time 
R·esPOnse_ 

3e+oaJ 

2.5e+08 

2e+08 

1.5e+08 

1e+08 

5e+07 

3.00 

~ 

~--

at-------'-'-

ffime 3.00 

4.00 5.00- 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 
Signal: R5626.D\ECD2A.CH -

4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 

RPCB1115.M Wed Dec 04 11:48:05 2013 

13.00_- 14,09_ -

Page: 2 
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SAMPLE TRACKING 

El3-ll556 0069 



P4 IAL Integrated AnalytiCal Labs Contact Us: 973 361-4252 
-... fax: 973 989-5288 
~,o-·:M<I "'"''~·c.>l u .. _.,,.,,..,."' uc Web: www.ialonline.com 

Turnaround Time !.>tart; the followin~ da}· if samples ree'd at lab > SPM) 

*Lab notificalion is requirtd for RCSII TAT prior to sample arri~·al. RUSH TAT IS NOT GUARANTEED WITHOUT LAB f-.-,,-_'--.'--,1-09-,-.-.,-,,-_+, -.-, ,-~-,-.• -------1------'-'="-"=f--------JIAPl'ROVAL. **RUSH SURCHARGES WILL APPL \' lF ABLE TO ACCO\lMOUATE 

u 08742 

JFaJ:,., 
': (732) 295-:fl44 ~ 

IF AX_! (732)29.~-2150 
lrrojed Manager: INVOICt: TO: 

IPHC 

Nl EPH DRO (5 day TAT) 

NJ EPH • C40(5dayTAT) 

DR0o8815(3-Sday TAT) 

••v,; Sid 2 .,-!.; unlf'.'<~ olh1 

J,EPHF.....,.,.,...,,.n 

QAM01S (5 day TAT } 
--' 
t{•fl'lif 

~ 

24 hr -100%...1 @uted) lab 
48hr-75'%.... --- 1 Regubtwy. EDD 
72hr-SO% ..•. 
96hr-35'% •.•. 15% Surdtal'g" 

lAd·- 5 day -25%.... appues I NO EDD/CD 

rSampk; SteoreKosch,~rlsOJo ~~ashington,NYIIOSO i 24hr"'"' 48hr"'"' 7lhrU 96br"'"' twk""" I 6"9 daylO% (fl~~~) . AEQ'D 

IPrvjed NIIIIR: Arsynco with copy to: JMC Environmental ~ : J. Clabby)) Other"'"' (specify): I ~ I 
.. CoolcrTeJ11l_< OC 

NJ Attll: Ed KeUy Hard~td 3 week * . Other - call for price I 
RoWe Order#: PO# 22126 ~ A~ALYTICALPARAMETERS #B01TLES& I 

Qu""#' SJW4l2()' ..... M... 1 I I I I I ·I I I I I I I I I I I I I PRESERVATIVES 
W·DrioldngWater AQ-Aqueous i WW-Wa:;teWatcr .- i 

SAMPLE INFO~TION 1-0il LIQ-liqWI(~pedfy) 0~-0lhcr(Spccify) i 'QI 
S-SOII SI.-SIWge SOL-Solid W-Wipe ;; ~; 

I I ~ L • .I ~ ~~ 
Client lD Depth (ft only) Dal.e l Tinr 1 Matrix lronr:inerl u.r. t e ~' 

__kG-Lfl (~o·)o) ,,,h:dr< ill!'.lt I ~ I l I \ lflx' 
F;::-'il (d·t-vl liQ'·l~J$ l\12... lx 
~ -

rF-'i 7 (J b ·MJ I lu '"1 I S I l I ~ I x 

I FP-'-{7 (,1-&-,;o) I j{'.O.( I 5 I I I If- IIIJI){ 
I FF·Ll_S_ (O ft·v l I Lf'.)D I 5 I ) I 6 I X 

\ 
!11 · >1 I 5 I 1 I/ f• fX: 

,;_ "F_..,n .... t....t• Low Med I High MDL Rl'Q~ GWQS ( Ll/05)- SRS- SRS!IGW - SRS 

f(: I{~ ( 1 il+Z•Dl 

.1£.'1~ ()IJI-JD) 
Du-YK 7 o~c--o) I 

c\ 
)Known H~~d_: Yes Of No Describe: 

ill .if I ...s I ·l I ~ I X 

lli-JD I '3 I I I <.< I X 

=:fUSC yr ult legih~y and jU1 my...:S cannot be proc~ssea ana me time will not start until any ambiguities have been resolved. 

~f-L'fier (check one): 
(') 

...J. :JquislHG Dy: / )1; 

::l..i~ 

FO'~ 
WjuisbOO by: 

Wjuktaed by: 

·a· 
·-..1 
0 

i 

l.Couric Client Courier FedE,;IUPS 

-- lll'tt/l'P 
I,)JJ9J7S!o:· 

CLIENT COPY -PINK 

'/ 
l 

:xa>)\, 
iftdby: 

~l¥til.by: 

C:\Dooumonto'l!nd So31:1lna51!1k<>ooh\Oea~ol PCBIALCOC 

I D•re I Tlm• 

trlf9/,f$ 1~7£.) 
lil !'1lf\J \?6 

l~l~l~l~l~li 

··J!-f" .. R (SFF. 

Comments: 

Lab Case-It 

I w/)k] rAGE/or;? I 

1 0/?r\1 n rou 



I!IIIJAL' Integrated Analytical LabS Contact Us: 973 361-4252 
--~ 273 Franklin Ad fax: 973 989-5288 
~." ,, . ., , .. ,_ . ., ''"' ·''"'"," RandOlph, NJ 07869 ~ Web• www.ialonllne.com 

d Time 1.~lurt~ the follml'inl!l da~ if samples rec'd at lah > 5PM) 

'Lab notification i:o; required for RUSH TAT prior to sample arrival. RUSH TAT IS ~OT GtJARANTEED WITHOUT Lo\B 
!Address: 2109BridgcA~c .. Bidg.B ~Address: same 11.,\PJ'ROVAL. **RUSH SURCHARGES \HLL APPLY IF ABLE TO ACCOi\'IMODATE . . 

It, NJ08742 IPHC· MUST EDO. 

IF ax i: (732) 295-2150 

1: (732) 295-2144 1 ..... NJ EPH DRO(SdayTAT) +J EPH Fradlonaled (5 day TAT) 

NJEPII·C4t(SdayTA'J') Z<lhr-100% ..• ;o EpprmedcustoJI 
<IShr-75% •••. ~ 118Dap EDD 

~TO: I Aceto Corp. DRO-StlS (3-5 day TAT} QAM025 (5 day TAT) 72 hr. 56%.... • _:-_:gulatory • 

I 

96 hr· 35%.... 15% Sllftbarg~ 
EMAIL Ad~ 

Sampler: Steve Koscla, ~bris (]II) 

: Arsynco 

Jron Washington, NY 11050 

V..-.rb 1/F'a.- Std2wk lessutherwi~s ifiert .Sday-~%.... appHes I NOeo-;m:o 

~ hr•• 48 hr.. 72 hr** % hr** 1 wk•• 6·!1 da} 10% (d~r~e\ REO D 

• on (State):j NJ 

D: JMC Envirollmental ~ : 1. Clabby)) 

: EdKeUy 

# 22126 

I "'"" .. <•P"ify)• I Jt- I 
R .. rd r.nnv: Std 3 week * Oth~r - calll'nr price Cooler TeJq>_ = 

ANALYTICAL PARAMETERS 

!Quote#: SR04l20S ~-"""' [~ ' :::! 
AQ-Aqueous I WW-Wil'>teWatcr .- ' 

SAMPLE INFORMATION 1-0il LIQ-Liquid(SpecifyJ_ mj.Other(Specify) ~ 
S-SIBI SL-S SOL-SOlid W -Wrpe 'D;' - ~ ~-

CiientiD Depth(ftonly) Date Matrix lALII d l 

DD-'?X' (\·4-2.,;) I l!ili'IIJJ I LNC. IJ I \ I q I X 

Vi)"::LI( 0-o·J.") I I I l~.:~·.n IS I l I 0 lit~ IX' 
I J)iJ-'17 (2.~-J.iJ) I I I li'-T' If I l I u I X 

I n·-vr, (o~t") I I I 12 •.).) I ) I 1 1 1z..._ I x 

1 n -'f.t._fl~d.z..r) 1 1 -~ 1 13 ~oo 1 s 1 , ll2.. 1 •lx 
_E_b._-37-' I I \V l:i':1!' 1/tQ l'l. lfl¥ I• 

I X 

I X I 
1: Yes or No Describe: 

{'#ase print legib/y and ftll ont 

leooc. Expeded: Low Med ltigh 

·s cannot be proc ssed and the 

MDL R~q: GWQS (I 1105)- SRS- SRSfiGW - SRS R~.~irlentiAI- OTHE:R (SEE 

time wiU not start until any ambiguities have been resolved. 

tt;·rier (chl'<:k one): ~~fAr Couner __ Client Courier __ FedEx/UPS 

• .,. /.. t; 
~U-b>\. 

~~ 
"'luished by: 

XJDishM by: 

~ 

ldCOPIES· 

-.1 
f-' 

-
_i_LLI_ CJI15It7.'1f{ 

CLIENT COPY - PINK 

C:\Oocurna'I!S:ard So!!h:lo\skDB<:h\D ... kl<:cl\Cocv d: PCB IALCOC 

Tl~ Comments: 

'--\,. 

LabCsse# 

I \)SS~ I 

#BOITLES& 
PRESERVATIVES 

lgJ~l~lil~l! 

~AGE• d <) J 

1n1?n1n"'"' 



Jan 22, 2014@ 03:40 

PROJECT INFORMATION 
E13-11556: ARSYNCO 

To: Jim Clabby 
JMC Environmental Consultants 
Fax: 1(732) 295-2150 
EMail: jclabby@jmcenvironmentaLcom; ah 

Report To 

JM C Environmental Consultants 
2109 Bridge Avenue 

Building B 
Point Pleasant, NJ 08742 
Attn: Jim Clabby 

Report Format P.O.# 

Reduced 22126 

Received 
At Lab 

Nov 19,2013@ 17:05 

Bill To 

JM C Environmental Consultants 
Aceto Corp. 

4 Tri Harbor Court 
Port Washington, NY 11050 
Attn: Mr. Ed Kelly 

TPHC 
Due 

NA 

Verbal 
Due 

Dec 20, 2013 

Hardcopy 
Due 

Dec30,2013 * 

Diskette Reg. 

* Any Conditional or Hold status will delay tina! hardcopy report sent date. 

SRP TXT 

** QC Requirement (must meet): NJ SRS 

Lab!D 
11556-00 I 

11556-002 
11556-003 

11556-004 
11556-005 

11556-006 
11556-007 

11556-008 
11556-009 

11556-010 
11556-011 

nn . - --1-l>So 012' 
1\556-013 
11556-014 

Client Sample ID 

GG-47(2.0-3.0) 

FF-47(0-1.0) 
FF-4 7( 1.0-2.0) 

FF-47(2.0-3.0) 
FF-48(0-10) 
FF-48(UI-2.0) 
FF-48(2.0-3.0) 
DD-48(0-1.0) 
DD-48(1.0-2.0) 
Dj)-48(2o0-3.0) 
DD-47(2.0-3.0) 
1Ji1'4!i(O'l0) 
11-46(1.0-2.0) 

FB-37 

Sample# 
001 

Test 

::,;;;Jilii,:i;: 
002 

.. Oo3 

004 

005 

006 

Extract & Hold(PCB) 

,;rc:!cP9B. 
TCLPCB 

TCLPCB 

Extract & Hold(PCB) 

i!l:<BiL:::Pci s.. . . " .. · ··· HL-::l!:L::-'<::-:: ';';:,~---:- ' ·:,:; --,, 
TCL PCB 

TCLJ!icB 

·ol)T . Extract & HoTd(PCB) 

273 Franklin Road 
Randolph, NJ 07869 
Phone: 973 361 4252 
Fax: 973 989 5288 

Depth 
2.0/3.0 

0/1.0 
1.0/2.0 
2.()13.0 
0/1.0 
l.Q/2:0 

2.0/3.0 

Q/l.ffi 
1.0/2.0 

Samp:ling Time Matrix Unit Field pH/Temp 

~i~13W 
2.0/3.0 

1!119/13@10:21 

ll71'91t:l!@I,O:Sp .•.. 
11/19/13@11:02 

ll/19/13@ll:05 
11/19/13@11:30 

11/19113@11:35 
11/19/13@11:37 

11/19/13@12:20 
ll/19/13@!2o26 

! 1/19113@12:27 
11/19/13@13:56 

Soil 

:.S,o!l 
Soil 

S\fil 
Soil 

Soil 
Soil 

Soil 
Soil 
Soil· 
Soil 

. 
1-' 

mg!Kg (ppm) 
mg/Kg (ppm) ·· 

mg/Kg (ppm) 

.mg!Kg:~ppm}.· 
mg/Kg (ppm) 

mgi'Nli:(pp.ri\) 
mg/Kg(ppm) 

mg!Kl; liJ>p.ri\) 
mg/Kg (ppm) 

•·. 'iT)~$i~~~.rlll~ 
mg/Kg(ppm) 

... ,,,, .. 0 ... " ., .. ,,,·o· /1'@1'?·· "., .... ·•··· '.::::.:: •. :.,;;g'*"n.·.~.·.·.·.·.rilft.·."".·.'·.''.·.•.: .. :.:.:.•.·: · ,, vc::;:"',/':: ,,~k_:_(\;;;:<?~ ..,. "' .,.OJ ~&vr:~ 

1.0/2.0 11/19/13@15:00 Soil mg/Kg (ppm) 

NA f!Vl9Km~@j~iil!·~lhi:iilii::~l!\llne:Jl~, "" . ···· ./'l!f',L (pp/'1). 

Status 
Analyze 

TAT Holding Time Expires 

·Analyze · &1l&2A 

STD/2 WKS 12/3/2013 

····· :nm 'ls~nil-~i!lll' •u•w::::~~~!j!n)~lll:'''" 

STDI2WKS 

Page I of2 

IAL is a NELAP New Jersey Accredited Lab (14751) and maintains 

certification£ r::;-::.:_'r• fbbb "'-··· v -¥b1 (j 1(":2 Pct1nsylvania 
(68-00773) ......... ,.,,. '''!'>'""' ...... - • .-""''""'"'"''-'" '" 



Jan 22, 2014@ 03:40 

PROJECT INFORMATION 
E13-11556: ARSYNCO 

Samgle # 
007 

008 

Test 
tcc:Pc1f , 
TCLPCB 

Holding Time Expires 

12/3/20)3' 
12/3/2013 

009 TCLPGB !2/3/20Ji~ ,, 
, ,,,_•!<>' -,_ '•J/H- '"' ii:, !::~~f(~,.,, ::;:::i::i:~m~~-;~iii::t~it:_:;!;i_-_:;;::£;~~(~-~~~-

010 Extract & Ho1d(PCB) 

TCLlllGD 

011 TCLPCB 

012 TCLPCB 

013 Extract & Hold(PCB) 

TGL,PGB 

014 TCL PCB 

Project Notes: 

REV I taken by kim on 12/06/2013 04:04 
REV OJ DUE 12/20 

',,~~·!~· 
-- -- -+; ---

Analyze 

Ana~~ 
Analyze 

C!lncel 

Analyze 

8082A STD/2 WKS 

,,, : sos~A''' "'" "''""'!" smn'1~s' 

8082A STD/2 WKS 

12/3/2013 

'"'"'"' 11"Zv~r!ll'M31 

12/3/2013 

~~~~~~~~~:'l;, ! 

12/3/2013 

'81>8'2!A"'',!!''H'' '!i''"!:!"'!!Stiill~~~i!ii' '\',,, ,, !' ',::, !f:!ll~!3Jl!~~,B''':' 
8082A SID/2 WKS 11126/2013 

PER CHRIS GHO, ACTIVATE SAMPLE 0 I 0 FOR TCL PCBS, STANDARD TURNAROUND, 

SAMPLE WAS PREVIOUSLY EXTRACTED, 

OTHERS REMAIN ON HOLD, 

RESULTS SENT 12/6 
REV 2 taken by melissa on 12/30/2013 09:50 

PER CHRIS CliO, CANCEL SAMPLES 001 & 007, SAMPLES 004 & 013 REMAIN ON HOLD, 

REV 3 taken by Evan on Ol/22/2014 03:19 

273 Franklin Road 
Randolph, NJ 07869 
Phone: 973 361 4252 
Fax: 973 989 5288 

As per Jim Clabby, cancel TCL PCR for sample# 4,13 

Page 2 of2 

IAL is a NELAP New Jersey Accredited Lab (14751) and maintains 

certificatio:£.f.A:~r:.:::.'t'io~ ~ob ..._Ia .. , Voi:J 161 1~ P~nn$y\vani;J 
(68-00773)u..uu "'""'" '"b"""' ,...,.-,_, .. .,..,,.,.,....,vu ov 



INTEGRATED ANALYTICAL LABORATORIES, LLC 

SAMPLE RECEIPT VERIFICATION 

CASE NO: E 13 11556 

COOLER TEMPERATURE: 2°- 6°C: 

COG:~/ INCOMPLETE 
KEY 

./ =YES/NA 

~ =NO 

./ Bottles Intact 

./ no-Missing Bottles 

./ no-Extra Bottles 

./ Sufficient Sample Volume 

./ no-headspace/bubbles in VOs 

./ Labels intact/correct 

./ pH Check (exclude VOs) 1 

./ Correct bottles/preservative 

./ Sufficient Holding/Prep Time 1 

C) Multiphasic Sample 

c:::Jsample to be Subcontracted 

./ Chain of Custody is Clear 

CLIENT: 

( See Chain of Custody) 
Comments 

VOA received: 0 Encore 0 IGW- Methanol 

(check one) 0Terra Core 0 No Preservative 

1 All samples with "Analyze Immediately" holding times will be analyzed by this laboratory past the holding time. This includes but is not limited to 

the following tests: pH, Temperature, Free Residual Chlorine, Total Residual Chlorine, Dissolved Oxygen, Sulfite. 

ADDITIONAL COMMENTS: 

~ 

SAMPLE{S) VERIFIED BY: INITIAL/ "-/_ I DATE! ll It-t[() I 
CORRECTIVE ACTION REQUIRED:'-....- ./YES f 1_~~E8ELOW\ ____________ NO I 

If COG is NOT clear, STOP until you get client to authorize/clarify work. 

CLIENT NOTIFIED: YES 1---...1 Date/ Time: NO 
PROJECT CONTACT: 
SUBCONTRACTED LAB: 
DATE SHIPPED: 

ADDITIONAL COMMENTS: 

VERIFIED/TAKEN BY: INITIALLI ___ e.::.J_-___J 

I 



Laboratory Custody Chronicle 

E13-11556 I 
Client JMC Environmental Consultants lA L Case No. 

Project ARSYNCO 

Received On 11/19/2013@17:05 

Department: CC Pree. Date Analyst Analr.sis Date Analrst 

TCL PCB 11556-002 Soil 121 2113 Archimede 1213113 Justyna 
-003 1212113 Archimcdc 12/3113 Justyna 

-005 12/2113 Archimede 12i 3113 Justyna 
-006 121 2/13 Archimede 12/3/13 J ustyna 

-008 121 2113 Archimede 12/3113 Justyna 
-009 12/2/13 Archimcdc 12/3113 Justyna 

-010 12/2113 Archimede 12/3113 Nicole 
-011 12/ 2113 Archirnede l2/ 3/13 J ustyna 

-012 " 1212/13 Archimede 121 3/13 Justyna 

-014 Aqueous 11125/13 Archimede 11/26/13 Justyna 

Page 1 of1 
El3-ll556 

Integrated Analytical Labs~ 273 Franklin Road, Randolph, NJ 07869 ~ (973) 361-4252 ~Fax (973) 989-5288 


